
INCOMPLETE WORK ORDERS (BIOMEDICAL) JUN 10,2008@09:1S Page 1 
WORK ORDER REQ DATE LOCATION EQUIP ID# CONTACT PRI. STAT 

EMPL ASSIGNED TASK DESCRIPTION 
ACe # sip VENDOR P.O. # EST.DEL. DEL.COMP. 

B080609-002 

B080606-008 

B080606-007 

B080606-006 

B080606 005 

B080606-004 

B08060S 003 

06/09/08 4Bl14-3-BXD 39182 NORMAN,MARGIE D EMER 2 
ERROR MODULE ECG MALFUNCTION 

06/06/08 1A122-1-BXD 29136 STEADY, SUSAN PAVER 2 
suction tip broken (rubber part) 

06/06/08 1A106-1-BXD 29135 STEADY, SUSAN PAVER 2 
CHAIR WONT MOVE 

06/06/08 2D104-3-BXD 
computer got stuck 

06/06/08 3A104-1-BXD 

28309 KUNTZI,THOMAS REMER 2 
& wouldn't do scan 

SAFETY CHECK RENTAL MATTRESS 
06/06/08 3Bl18-1-BXD 

SAFETY CHECK RENTAL MATTRESS 

SHOEMAKER, LORNA AVER 2 

SHOEMAKER, LORNA AVER 2 

06/05/08 3D110-3-BXD 35911 SHOEMAKER, LORNA AVER 2 
NO ELECTRICAL CONNECTION (SPD #130) 

06/05/08 4A122-1-BXD 36025 BREAZEALE,R AVER 1 B08060S-002 
BREAZEALE, 

B08060S 001 
RAYMOND E NEEDS PM ALSO 36026-36029.kITS NOT AVAILABLE. 

06/05/08 4D128-3-BXD 42759 CRABTREE, DENNIS AVER 2 
NEEDS BIOMED STICKER 

B080604 003 06/04/08 101-386-PCY 7701 BRADLEY, OTIS J AVER 3 
PM PHARMACY PACKER SIMS VETS HOME, FL 

520 08 3-557-0223 SEAN CLONNGER C80405 
B080604-001 06/04/08 1C122-1-BXD 37536 REDMON, ELLA T EMER 2 

B080603-007 

B080603 004 

B080603-003 

B080603-002 

B080603-001 

B080602 007 

B080602-006 

B080602-00S 

B080602-002 

B080530 002 

PM-B0806M-296 

PM-B0806M-295 

PM-B0806M-294 

PM-B0806M-293 

printer is not working cartridge need replacing 
06/03/08 4D127-3-BXD CRABTREE, DENNIS AVER 2 

5 Y-QUICK CONNECT FOR AIR DISS 
06/03/08 3D110 3-BXD 28132 SHOEMAKER, LORNA AVER 2 

ALARM, NO POWER (SPD #10) 
06/03/08 3D110-3-BXD 27800 

BROKEN? (SPD #34 FROM 19-2) 
06/03/08 3D110 3-BXD 36971 

BROKEN? (SPD #39 FROM 19-2) 
06/03/08 3D110 3-BXD 33858 

BROKEN? (SPD #20 FROM 19-2) 
06/02/08 3A121 1-BXD 

SAFETY CHECK RENTAL WOUND VAC 
06/02/08 3C107-3-BXD 35975 

MOUTH PRESSURE CAL OVERDUE. 
06/02/08 3B100-1-BXD 

tele CPU not working 

SHOEMAKER, LORNA AVER 2 

SHOEMAKER,LORNA AVER 2 

SHOEMAKER, LORNA AVER 2 

SHOEMAKER, LORNA AVER 2 

TABOR, BENJAMIN 
PLEASE RE CAL 

MILLER, JAMES M 

EMER 2 

EMER 2 

06/02/08 1C109 3-BXD 38268 BORIS, BETHANY A HIGH 2 
EKG MACHINE CORD HAS A CUT ON IT 

05/30/08 4B100-3-BXD 39213 NORMAN, MARGIE D EMER 2 
THE PLUG NEED TO BE FIX THANK YOU 

05/30/08 3047-2-BXD 19559 

05/30/08 3D110 3-BXD 

05/30/08 3D110 3-BXD 

05/30/08 3D110-3-BXD 

18427 

1186 

114 
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ACC # sip VENDOR P.O. # EST.DEL. DEL.COMP. 

-------------------------------------------------------------------------------
PM-B0806M-291 05/30/08 4A102A-3-BXD 19691 

PM-B0806M-290 05/30/08 3D110-3-BXD 19690 

PM-B0806M-289 05/30/08 3D110-3-BXD 19689 

PM-B0806M-288 05/30/08 3D110D-3-BXD 19688 

PM-B0806M-287 05/30/08 3D110D-3-BXD 19687 

PM-BOB06M-286 05/30/08 3D110-3-BXD 19686 

PM-BOB06M-285 05/30/08 3D110-3-BXD 19685 

PM-B0806M-284 05/30/08 3D110-3-BXD 19682 

PM-B0806M-263 05/30/08 3D110-3-BXD 15302 

PM-B0806M-262 05/30/08 3D110-3-BXD 39439 

PM-BOB06M-261 05/30/08 3DII0-3-BXD 39438 

PM-B0806M-260 05/30/08 3D110-3-BXD 39437 

PM-B0806M-259 05/30/08 3DIIO-3-BXD 39372 

PM-B0806M-258 05/30/08 4BIOO-3-BXD 39371 

PM-B0806M-257 05/30/08 1C116-3-BXD 39370 

PM-B0806M-256 05/30/08 1Cl16-3-BXD 39369 

PM-B0806M-255 05/30/08 lC109-3-BXD 39368 

PM-B0806M-254 05/30/08 3D110-3-BXD 39367 

PM-B0806M-252 05/30/08 3D110-3-BXD 39364 

PM-B0806M-251 05/30/08 3DIIO-3-BXD 39363 

PM-B0806M-245 05/30/08 3D110-3-BXD 39357 

PM-B0806M-244 05/30/08 3D110-3-BXD 39356 

PM-B0806M-243 05/30/08 3D110-3-BXD 39355 

PM-B0806M-242 05/30/08 3D110-3-BXD 39353 

PM-B0806M-238 05/30/08 3DIIO-3-BXD 39349 

PM-BOB06M-236 05/30/08 3D110-3-BXD 39347 
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ACC # sip VENDOR P.O. # EST.DEL. 

PM-B0806M-234 

PM-B0806M-232 

PM-B0806M-231 

PM-B0806M-230 

05/30/08 3D110-3-BXD 

05/30/08 4BIOO-3-BXD 

05/30/08 lC109-3-BXD 

05/30/08 4D130-3-BXD 

PM-B0806M-229 05/30/08 4D130-3-BXD 
REYES, MARCOS R. 

PM-B0806M-228 05/30/08 3Dl10-3-BXD 

PM-B0806M-227 05/30/08 3D110-3-BXD 

PM-B0806M-226 05/30/08 3D110-3-BXD 

PM-B0806M-225 05/30/08 3DIIO-3-BXD 

PM-B0806M-224 05/30/08 1CI08-3-BXD 

PM-B0806M-223 05/30/08 3D110-3-BXD 

PM-B0806M-222 05/30/08 3DII0-3-BXD 

PM-B0806M-221 05/30/08 3DIIO-3-BXD 

PM-B0806M-220 05/30/08 3D110-3-BXD 

PM-B0806M-219 05/30/08 3DI10-3-BXD 

PM-B0806M-218 05/30/08 3DII0-3-BXD 

PM-B0806M-217 05/30/08 3DIIO-3-BXD 

PM-B0806M-216 05/30/08 3DIIO-3-BXD 

PM-B0806M-215 05/30/08 3D110-3-BXD 

PM-B0806M-212 05/30/08 3DII0-3-BXD 

PM-BJ806M-211 05/30/08 3D110-3-BXD 

PM-B0806M-210 05/30/08 3D110-3-BXD 

PM-B0806M-209 05/30/08 3Dl10-3-BXD 

PM-B0806M-208 05/30/08 3D110-3-BXD 

PM-B0806M-207 05/30/08 3D110-3-BXD 

PM-B0806M-206 05/30/08 3D110-3-BXD 

39345 

39343 

39342 

38267 

38266 

37753 

36908 

36907 

36518 

36517 

35998 

35997 

35996 

35995 

35993 

35992 

35991 

35990 

35989 

35986 

35924 

35923 

35922 

35921 

35920 

35919 

PRI. STAT 

DEL.COMP. 
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-------------------------------------------------------------------------------
PM-B0806M-205 05/30/08 3D110-3-BXD 35918 

PM-B0806M-204 05/30/08 3DI10-3-BXD 35917 

PM-B0806M-203 05/30/08 3D110-3-BXD 35916 

PM-B0806M-202 05/30/08 3D110-3-BXD 35915 

PM-B0806M-201 05/30/08 3D110-3-BXD 35914 

PM-B0806M-200 05/30/08 3D110-3-BXD 35913 

PM-B0806M-199 05/30/08 3DI10-3-BXD 35912 

PM-B0806M-198 05/30/08 3D110-3-BXD 35911 

PM-B0806M-197 05/30/08 3D110-3-BXD 35910 

PM-B0806M-196 05/30/08 3D110-3-BXD 35909 

PM-B0806M-195 05/30/08 3D110-3-BXD 35908 

PM-B0806M-194 05/30/08 3DI10-3-BXD 35907 

PM-B0806M-193 05/30/08 3D110-3-BXD 35906 

PM-B0806M-192 05/30/08 3D110-3-BXD 35905 

PM-B0806M-191 05/30/08 2B102-19-BXD 35837 

PM-B0806M-190 05/30/08 3D110-3-BXD 34016 

PM-B0806M-189 05/30/08 2DI30-3-BXD 33517 

PM-B0806M-188 05/30/08 3044-2-BXD 32172 

PM-B0806M-187 05/30/08 3DI10-3-BXD 32170 

PM-B0806M-186 05/30/08 2B135-3-BXD 31886 

PM-B0806M-185 05/30/08 4Bl18-3-BXD 31885 

PM-B0806M-184 05/30/08 4BI18-3-BXD 31754 

PM-B0806M-183 05/30/08 3A107-1-BXD 31753 

PM-B0806M-182 05/30/08 3021-2-BXD 31752 

PM-B0806M-181 05/30/08 3DI10-3-BXD 31727 

PM-B0806M-180 05/30/08 2040-2-BXD 31307 
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-------------------------------------------------------------------------------
PM-B0806M-179 05/30/08 308.8-2-BXD 31306 

PM-B0806M-178 05/30/08 2040-2-BXD 31305 

PM-B0806M-177 05/30/08 3044-2-BXD 29939 

PM-B0806M-174 05/30/08 2040-2-BXD 29078 

PM-B0806M-173 05/30/08 3A107-1-BXD 29003 

PM-B0806M-172 05/30/08 3D110-3-BXD 28242 

PM-B0806M-171 05/30/08 3D110-3-BXD 28241 

PM-B0806M-170 05/30/08 3DI10-3-BXD 28240 

PM-B0806M-169 05/30/08 3DI10-3-BXD 28239 

PM-B0806M-168 05/30/08 3DIIO-3-BXD 28238 

PM-B0806M-167 05/30/08 3D110-3-BXD 28236 

PM-B0806M-166 05/30/08 3DI10-3-BXD 28235 

PM-B0806M-165 05/30/08 3D110-3-BXD 28234 

PM-B0806M-164 05/30/08 3D110-3-BXD 28233 

PM-B0806M-163 05/30/08 3D110-3-BXD 28231 

PM-B0806M-162 05/30/08 3D110-3-BXD 28230 

PM-B0806M-161 05/30/08 3D110-3-BXD 28229 

PM-B0806M-160 05/30/08 3D110-3-BXD 28228 

PM-B0806M-159 05/30/08 3D110-3-BXD 28227 

PM-B0806M-158 05/30/08 3D110-3-BXD 28226 

PM-B0806M-lS7 05/30/08 3D110-3-BXD 28225 

PM-B0806M-156 05/30/08 3D110-3-BXD 28224 

PM-B0806M-155 05/30/08 3D110-3-BXD 28223 

PM-B0806M-154 05/30/08 3D110-3-BXD 28222 

PM-B0806M-153 05/30/08 3D110-3-BXD 28221 

PM-B0806M-152 05/30/08 3DI10-3-BXD 28220 
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--------------------------------------------- ---------------------------------
PM-B0806M-151 05/30/08 3D110-3-BXD 28219 

PM-B0806M-150 05/30/08 3D110-3-BXD 28218 

PM-B0806M-149 05/30/08 3D110-3-BXD 28217 

PM-B0806M-148 05/30/08 3D110-3-BXD 28216 

PM-B0806M-147 05/30/08 3D110-3-BXD 28215 

PM-B0806M-146 05/30/08 3D110-3-BXD 28214 

PM-B0806M-145 05/30/08 3D110-3-BXD 28213 

PM-B0806M-144 05/30/08 3D110-3-BXD 28212 

PM-B0806M-143 05/30/08 3D110-3-BXD 28211 

PM-B0806M-142 05/30/08 3D110-3-BXD 28210 

PM-B0806M-141 05/30/08 3D110-3-BXD 28209 

PM-B0806M-140 05/30/08 3D110-3-BXD 28208 

PM-B0806M-139 05/30/08 3D110-3-BXD 28207 

PM-B0806M-138 05/30/08 3D110-3-BXD 28206 

PM-B0806M-137 05/30/08 3D110-3-BXD 28205 

PM-B0806M-136 05/30/08 3D110-3-BXD 28204 

PM-B0806M-13s 05/30/08 3D110-3-BXD 28203 

PM-B0806M-134 05/30/08 3D110-3-BXD 28202 

PM-B0806M-133 05/30/08 3D110-3-BXD 28201 

PM-B0806M-132 05/30/08 3D110-3-BXD 28199 

PM-B0806M-131 05/30/08 3D110-3-BXD 28198 

PM-B0806M-130 05/30/08 3D110-3-BXD 28197 

PM-B0806M-129 05/30/08 3D110-3-BXD 28196 

PM-B0806M-128 05/30/08 3D110-3-BXD 28195 

PM-B0806M-127 05/30/08 3Dl10-3-BXD 28194 

PM-B0806M-126 05/30/08 3D110-3-BXD 28193 



INCOMPLETE WORK ORDERS (BIOMEDICAL) JON 10,2008@09:15 Page 7 
WORK ORDER REQ DATE LOCATION EQUIP ID# CONTACT PRI. STAT 

EMPL ASSIGNED TASK DESCRIPTION 
ACC # sip VENDOR P.O. # EST.DEL. DEL.COMP. 

PM-B0806M-125 05/30/08 3D110-3-BXD 

PM-B0806M-124 05/30/08 3D110-3-BXD 

PM-B0806M-123 05/30/08 3D110-3-BXD 

PM-B0806M-122 05/30/08 3D110-3-BXD 

PM-B0806M-121 05/30/08 3D110-3-BXD 

PM-B0806M-120 05/30/08 3D110-3-BXD 

PM-B0806M-119 05/30/08 3D110-3-BXD 

PM-B0806M-118 05/30/08 3D110-3-BXD 

PM-B0806M-117 05/30/08 3D110-3-BXD 

PM-B0806M-116 05/30/08 3D110-3-BXD 

PM-B0806M-115 05/30/08 3D110-3-BXD 

PM-B0806M-114 05/30/08 3D110-3-BXD 

PM-B0806M-113 05/30/08 3D110-3-BXD 

PM-B0806M-112 05/30/08 3D110-3-BXD 

PM-B0806M-lll 05/30/08 3D110-3-BXD 

PM-B0806M-110 05/30/08 3D110-3-BXD 

PM-B0806M-I09 05/30/08 3D110-3-BXD 

PM-BOB06M-I08 05/30/0B 3D110-3-BXD 

PM-BOB06M-107 05/30/08 3D110-3-BXD 

PM-B0806M-106 05/30/08 3D110-3-BXD 

PM-B0806M-105 05/30/08 3D110-3-BXD 

PM-B0806M-104 05/30/0B 3D110-3-BXD 

PM-B0806M-103 05/30/08 3D110-3-BXD 

PM-B0806M-102 05/30/08 3D110-3-BXD 

PM-B0806M-101 05/30/08 3DI10-3-BXD 

PM-B0806M-100 05/30/08 3D110-3-BXD 

28192 

28191 

28190 

28189 

28188 

28187 

281B6 

28185 

28184 

28183 

2B182 

28181 

28180 

28179 

2B177 

28176 

28175 

28174 

28173 

28172 

28171 

28170 

28169 

28168 

28167 

28166 
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PM-B0806M-099 

PM-B0806M-098 

PM-B0806M-097 

PM-B0806M-096 

PM-BOS06M-095 

PM-BOS06M-094 

PM-B0806M-093 

PM-BOS06M-092 

PM-B0806M-091 

PM-B0806M-090 

PM-BOS06M-OS9 

PM-B0806M-OS8 

PM-B0806M-087 

PM-BOS06M-086 

PM-B0806M-085 

PM-B0806M-OS4 

PM-B0806M-083 

PM-BOS06M-082 

PM-B0806M-OS1 

PM-BOS06M-080 

PM-B0806M-079 

PM-B0806M-078 

PM-BOS06M-077 

PM-B0806M-076 

PM-BOS06M-075 

PM-BOS06M-074 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3DI10-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3DI10-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/0S 3DI10-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3D110-3-BXD 

05/30/0S 3DI10-3-BXD 

05/30/08 3D110-3-BXD 

05/30/0S 3D110-3-BXD 

28165 

28164 

28163 

2S162 

28161 

28160 

28159 

28158 

28157 

28156 

28155 

28154 

28153 

28152 

2S151 

28150 

28149 

2814S 

28147 

2S146 

2S145 

28144 

28143 

28142 

28141 

28139 
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-------------------------------------------------------------------------------
PM-B0806M-073 05/30/08 3D110-3-BXD 28138 

PM-B0806M-072 05/30/08 3D110-3-BXD 28137 

PM-B0806M-071 05/30/08 3D110-3-BXD 28136 

PM-B0806M-070 05/30/08 3D110-3-BXD 28135 

PM-B0806M-069 05/30/08 3D110-3-BXD 28134 

PM-B0806M-068 05/30/08 3D110-3-BXD 28133 

PM-B0806M-067 05/30/08 3D110-3-BXD 28132 

PM-B0806M-066 05/30/08 3D110-3-BXD 28131 

PM-B0806M-065 05/30/08 3D110-3-BXD 28130 

PM-B0806M-064 05/30/08 3D110-3-BXD 28129 

PM-B0806M-063 05/30/08 3D110-3-BXD 28128 

PM-B0806M-062 05/30/08 3D110-3-BXD 28127 

PM-B0806M-061 05/30/08 3D110-3-BXD 28126 

PM-B0806M-060 05/30/08 3D110-3-BXD 28125 

PM-B0806M-059 05/30/08 3D110-3-BXD 28124 

PM-B0806M-058 05/30/08 3D110-3-BXD 28123 

PM-B0806M-054 05/30/08 3D110-3-BXD 27385 

PM-B0806M-053 05/30/08 3D110-3-BXD 27384 

PM-B0806M-052 05/30/08 3D110-3-BXD 27382 

PM-B0806M-051 05/30/08 3D110-3-BXD 27381 

PM-B0806M-050 05/30/08 3D110-3-BXD 27380 

PM-B0806M-048 05/30/08 3D110-3-BXD 27378 

PM-B0806M-046 05/30/08 3DI10-3-BXD 27072 

PM-B0806M-045 05/30/08 3D110-3-BXD 27071 

PM-B0806M-044 05/30/08 3D110-3-BXD 27069 

PM-B0806M-043 05/30/08 3Dl10-3-BXD 27068 
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-------------------------------------------------------------------------------
PM-B0806M-040 05/30/08 3DIIO-3-BXD 27065 

PM-B0806M-039 05/30/08 3DIIO-3-BXD 27064 

PM-B0806M-038 05/30/08 3DII0-3-BXD 27063 

PM-B0806M-037 05/30/08 3DIIO-3-BXD 27062 

PM-B0806M-035 05/30/08 3DII0-3-BXD 27060 

PM-B0806M-034 05/30/08 3DIIO-3-BXD 27058 

PM-B0806M-033 05/30/08 3DIIO-3-BXD 27057 

PM-B0806M-032 05/30/08 3DIIO-3-BXD 27056 

PM-B0806M-031 05/30/08 3Dl10-3-BXD 27054 

PM-B0806M-030 05/30/08 3Dl10-3-BXD 27053 

PM-B0806M-029 05/30/08 3D110-3-BXD 27052 

PM-B0806M-028 05/30/08 3D110-3-BXD 27051 

PM-B0806M-027 05/30/08 3D110-3-BXD 27050 

PM-B0806M-026 05/30/08 3DIIO-3-BXD 27049 

PM-B0806M-025 OS/30/08 3DIIO-3-BXD 27030 

PM-B0806M-024 05/30/08 3DIIO-3-BXD 27029 

PM-B0806M-023 05/30/08 3DIIO-3-BXD 27028 

PM-B0806M-022 05/30/08 3D110-3-BXD 27027 

PM-B0806M-021 05/30/08 3Dl10-3-BXD 27026 

PM-B0806M-018 05/30/08 lAllO-3-BXD 26027 

PM-B0806M-016 05/30/08 3Dlll-3-BXD 25875 

PM-B0806M-015 05/30/08 3Dlll-3-BXD 25244 

PM-B0806M-014 05/30/08 3Dlll-3-BXD 24480 

PM-B0806M-013 05/30/08 3Dl13 -3 -BXD 24479 

PM-B0806M-012 05/30/08 1002-2-BXD 22324 

PM-B0806M-011 05/30/08 3A107-1-BXD 21802 
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PM-B0806M-010 

PM-B0806M-009 

PM-B0806M-008 

PM-B0806M-007 

PM-B0806M-006 

PM-B0806M-005 

PM-B0806M-004 

PM-B0806M-003 

PM-B0806M-002 

PM-B0806M-001 

PM-B0803M-073 

B080529-001 

05/30/08 2040-2-BXD 

05/30/08 3088-2-BXD 

05/30/08 3015-2-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3DI10-3-BXD 

05/30/08 3D111-3-BXD 

05/30/08 3040-2-BXD 

05/30/08 3D110-3-BXD 

05/30/08 3DI10D-3-BXD 

05/30/08 3D110-3-BXD 

OS/29/08 3CI01-3-BXD 

OS/29/08 2B112-1-BXD 
repair surgical saw 

21801 

21800 

21797 

21402 

21401 

21186 

21140 

20799 

20798 

20791 

32378 

GARNER, JOSEPH REMER 4 

520-08-3-557-0224 ConMed Corporation U81377 06/14/08 
TANNER, KENYA K AVER 2 

#4 Placed on the wall. 
B080528-002 OS/28/08 2Bll1A-3-BXD 

PM-B0803M-072 

PM-B0803M-071 

Need IDT terminal 
OS/27/08 4A110-3-BXD 

OS/27/08 2D128-3-BXD 

39262 

39261 

B080527-003 OS/27/08 3BI00-3-BXD GETHERS,MARTHEN AVER 2 
light bulb out, please replace 

B080527-002 OS/27/08 3DI10-3-BXD 34504 BREAZEALE, RAYMO AVER 3 
repair 

520-08-3-557-0216 CAS MEDICAL SYSTEMS INC 
B080527-001 OS/27/08 2Cl15H-1-BXD 5532 

CHECK POWER 

U81304 07/12/08 
WEST, DON AVER 2 

B080523-005 OS/23/08 4B112-3-BXD NORMAN,MARGIE D EMER 2 
SUCTION UNIT KNOBS IS STUCK 

B080523-004 OS/23/08 ZZZI27-1-MOP 21900 Joe Lipscomb LOW 3 
LIPSCOMB, ERNEST J., Draw Latch broken, filter replacement due. 

520-08-3-557-0215 BIOLOGICAL CONTROLS A80289 06/07/08 
B080521-006 OS/21/08 2DI32-3-BXD 38284 MALEY, MICHELLE HIGH 1 

need Pm on machine.Sticker says due 9/07. 
B080521-003 OS/21/08 3CI04-3-BXD 34357 Christie AVER 2 

B080521-002 
wont switch phases 

OS/21/08 3C104-3-BXD 34357 BREAZEALE, RAYMO AVER 2 
repair eeg. 

B080520-005 OS/20/08 3DI10-3-BXD 28126 SHOEMAKER, LORNA AVER 2 
MOTOR GRINDS (SPD #4 FROM ICU) 
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EMPL ASSIGNED TASK DESCRIPTION 
ACC # sip VENDOR P.O. # EST.DEL. DEL.COMP. 

B080520-004 

B080520-003 

B080520-002 

B080516-001 

B080515-001 

B080514-004 

OS/20/08 3D110-3-BXD 28166 
WILL NOT STOP ALARMING {SPD 

OS/20/08 3D110-3-BXD 28177 
BROKEN? (SPD #55 FROM 1-3) 

OS/20/08 3D110-3-BXD 28142 
WON'T CLEAR VOLUME INFUSED 

05/16/08 2Dlll-3-BXD 38285 
FIX INJECTOR COVER 

05/15/08 1C109-3-BXD 39342 

SHOEMAKER, LORNA AVER 2 
#44 FROM O. R.} 

SHOEMAKER, LORNA AVER 2 

SHOEMAKER, LORNA AVER 2 
(SPD #20 FROM 1-3) 

SPIVEY, PENNY CAVER 2 

handheld defibrilator is not 
BORIS, BETHANY A EMER 2 

functioning 
05/14/08 2B138A-3-BXD 38286 

rotate to 90* to wI bky will 
05/13/08 3D110-3-BXD 34502 

WARD, JENNIFER R HIGH 2 
not stay locked 

AVER 1 B080513-006 
WAINSCOTT, 

B080513-004 
BRIAN error send back for repair 

05/13/08 4Dl14-3-BXD 26410 GARNER, JOSEPH REMER 3 
Evaluate/repair 

520-08-3-557-0194 R KARL STORZ ENDOSCOPY-AMERI C80394 06/06/08 
B080513-003 05/13/08 3076-2-BXD SHOEMAKER, LORNA AVER 2 

SAFETY CHECK RENTAL BED. 
B080512-004 05/12/08 2Cl15H-1-BXD 5532 TREMMEL, JAKE AVER 4 

BREAZEALE, RAYMOND E REPLACE HEPA FILTER ON CHEMO HOOD 
520-08-3-557-0209 ALLOMETRICS U81244 06/01/08 

B080512-003 05/12/08 ZZZl12-41-GPD 5951 GARRETT, MARSHA 

B080507-004 05/07/08 3D110-3-BXD 28225 SHOEMAKER, LORNA AVER 2 

B080519-001 
JORDAN, ROBERT 

B080501-009 

BROKEN? (SPD #103 FROM 1-3) 
05/02/08 ZZZPOP 43000 
H., J Incoming Inspection 
05/01/08 3D110-3-BXD 33986 

ROSSER,SHERRY LAVER 2 

B080501-008 
WAINSCOTT, 

B080501-006 
REYES, MARCOS 

B080501-005 
REYES, MARCOS 

B080501-001 

05/01/08 3D110-3-BXD 33986 wainscott AVER 1 
BRIAN will not turn on see also original woB051114-002 

05/01/08 4D103-3-BXD 39171 reyes HIGH 1 
R. repair m3001a module 

05/01/08 4D103-3-BXD 39174 
R. ekg monitor is broken 

05/01/08 2Bl12-1-BXD 
Repair Gastroscope 

NORMAN, MARGIE D EMER 2 

GARNER, JOSEPH R HIGH 4 

520-08-3-557-0230 SVC & RECLAM DIV BLDG 20 U81610 08/01/08 
B080428-033 04/28/08 3D110-3-BXD 28175 SHOEMAKER, LORNA AVER 2 

WAINSCOTT, BRIAN II PLEASE FIX" (SPD #53 FROM ICU) 
B080428-032 04/28/08 3D110-3-BXD 28197 SHOEMAKER, LORNA AVER 2 

WAINSCOTT, BRIAN SYSTEM FAILURE (SPD #75 FROM ICU) 
B080428-031 04/28/08 3D110-3-BXD 28135 SHOEMAKER, LORNA AVER 2 

WAINSCOTT, BRIAN DOOR BROKEN (SPD #13 FROM 1-3) 
PM-B0805M-049 04/28/08 1034-2-BXD 19300 

PM-B0805M-042 

PM-B0805M-041 

04/28/08 1B112-1-BXD 

04/28/08 1Bl12-1-BXD 

19278 

15284 
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PM-B0805M-036 04/28/08 1034-2-BXD 

04/28/08 4A122-1-BXD 

8992 

PM-B0805M-017 36027 

B080428-025 04/23/08 2A100-3-BXD 
DROPPED 

04/22/08 1565C-1-MOP 39339 
ALBERT C. GSI Tympstar not working 

04/15/08 1040-2-BXD 
BRIAN 2 

04/08/08 2B138A-3-BXD 38286 

CRABTREE, DENNIS AVER 1 

BARNES,JENNIFER AVER 4 

WOO, LAURIE S AVER 2 

breazeal HIGH 1 

STORM, PETER J 
B080428-019 

CELESTINO, 
B080417-006 

WAINSCOTT, 
B080408-003 

WAINSCOTT, 
B080411-023 

WAINSCOTT, 
B080324-003 

BRIAN Grid in wall bucky 
04/03/08 3DI10-3-BXD 

is bent. 
27797 SHOEMAKER, LORNA AVER 1 

B080324-002 

BRIAN BROKEN? (SPD #31) 
03/20/08 ZZZNURSING SERV 42571 

Incoming Inspection 
03/20/08 ZZZNURSING SERV 42570 

Incoming Inspection 
B080411-011 03/20/08 ZZZNURSING SERV 42569 

BREAZEALE, RAYMOND E Incoming Inspection 
B080411-010 03/20/08 ZZZNURSING SERV 42568 

REYES, MARCOS R. Incoming Inspection 
B080411-009 03/20/08 ZZZNURSING SERV 42567 

BREAZEALE, RAYMOND E Incoming Inspection 
B080411-007 03/20/08 ZZZNURSING SERV 42565 

STORM, PETER J Incoming Inspection 
B080411-006 03/20/08 ZZZNURSING SERV 42564 

WAINSCOTT, BRIAN Incoming Inspection 
B080411-005 03/20/08 ZZZNURSING SERV 42563 

BREAZEALE, RAYMOND E Incoming Inspection 
B080411-003 03/20/08 ZZZNURSING SERV 42561 

STORM, PETER J Incoming Inspection 
B080321-006 03/20/08 2Bl12-1-BXD 42550 

Incoming Inspection 
B080325-001 03/18/08 2A105-19-BXD 

WAINSCOTT, BRIAN broken sure temp 
PM-B0803M-070 03/11/08 112A-387-PCY 29705 

PM-B0803M-068 03/11/08 1008-2-BXD 24848 

B080306-063 
WAINSCOTT, 

B080306-062 
WAINSCOTT, 

B080306-061 
WAINSCOTT, 

B080306-060 
WAINSCOTT, 

B080306-059 
WAINSCOTT, 

B080306-058 
WAINSCOTT, 

03/06/08 3D110-3-BXD 
BRIAN HOSE LEAKS 

03/06/08 3D110-3-BXD 27384 
BRIAN BROKEN? (SPD #16) 

03/06/08 3D110-3-BXD 27049 
BRIAN WILL NOT SUCTION (SPD #24) 

03/06/08 4D104-3-BXD 34637 
BRIAN 02 SAT PROBE MALFUNCTIONS 

03/06/08 4D104-3-BXD 22662 
BRIAN BROKEN? 

03/06/08 4DI04-3-BXD 34630 
BRIAN MESSED UP? 

ROSSER, SHERRY LAVER 1 

ROSSER, SHERRY LAVER 1 

ROSSER, SHERRY L AVER 1 

ROSSER, SHERRY L AVER 1 

ROSSER, SHERRY LAVER 1 

ROSSER, SHERRY L AVER 1 

ROSSER, SHERRY LAVER 1 

ROSSER, SHERRY L AVER 1 

ROSSER, SHERRY L AVER 1 

ROSSER, SHERRY L AVER 2 

MBOYA,MARGIE AVER 2 

SHOEMAKER, LORNA AVER 1 

SHOEMAKER, LORNA AVER 1 

SHOEMAKER, LORNA AVER 1 

SHOEMAKER, LORNA AVER 1 
WHEN PLUGGED INTO MODULE 

SHOEMAKER, LORNA AVER 1 

SHOEMAKER, LORNA AVER 1 
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B080306-0S6 03/05/08 lC102-3-BXD 12003 
WAINSCOTT, BRIAN Oximeter in triage room is 

B080306-054 03/05/08 lA147-3-BXD 20169 
WAINSCOTT, BRIAN Calabrate Ultrasound 

B080306-039 03/03/08 3D110-3-BXD 28129 
WAINSCOTT, BRIAN SYSTEM ERROR (SPD #7) 

B080306-037 03/03/08 3D110-3-BXD 28238 
WAINSCOTT, BRIAN KEEPS READING SYSTEM ERROR 

B080306-036 03/03/08 3D110-3-BXD 35913 
WAINSCOTT, BRIAN BROKEN? (SPD #122) 

BORIS, BETHANY A EMER 1 
NOT working 

WYNN,CARSON WAVER 1 

SHOEMAKER/LORNA AVER 1 

SHOEMAKER, LORNA AVER 1 
(SPD #116) 

SHOEMAKER, LORNA AVER 1 

B080306-035 03/03/08 3D110-3-BXD 28161 SHOEMAKER, LORNA AVER 1 
WAINSCOTT, BRIAN BUTTON DO NOT CONSISTENTLY ACTIVATE (SPD #39) 

PM-B0803M-067 02/29/08 3D110-3-BXD 35943 

PM-B0803M-066 02/29/08 4D116-3-BXD 1103 

PM-B0803M-065 02/29/08 4D112-3-BXD 28582 

PM-B0803M-064 02/29/08 3C121-3-BXD 29146 

PM-B0803M-061 02/29/08 3C121-3-BXD 24737 

PM-B0803M-059 02/29/08 3C114-3-BXD 28583 

PM-B0803M-058 02/29/08 3C108-3-BXD 35979 

PM-B0803M-057 02/29/08 3C107-3-BXD 35975 

PM-B0803M-052 02/29/08 3B100-3-BXD 36527 

PM-B0803M-051 02/29/08 3B100-3-BXD 36526 

PM-B0803M-049 02/29/08 2B112-1-BXD 35978 

PM-B0803M-047 02/29/08 3C121-3-BXD 30370 

PM-B0803M-046 02/29/08 3C107-3-BXD 30371 

PM-B0803M-045 02/29/08 3C105-3-BXD 18567 

PM-B0803M-044 02/29/08 3C105-3-BXD 3537 

PM-B0803M-043 02/29/08 2D127-3-BXD 24851 

PM-B0803M- 042 02/29/08 3B100-3-BXD 36975 

PM-B0803M-041 02/29/08 2D128-3-BXD 29703 

PM-B0803M-040 02/29/08 3C121-3-BXD 22386 
REYES, MARCOS R. 

PM-B0803M-033 02/29/08 3CORR2-1-BXD 35329 
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-------------------------------------------------------------------------------
PM-B0803M-030 02/29/08 4Bl14-3-BXD 31658 

PM-B0803M-029 02/29/08 4A110-3-BXD 12306 

PM-B0803M-027 02/29/0B 2D137-3-BXD 34753 

PM-BOB03M-026 02/29/08 2DI33-3-BXD 34754 

PM-B0803M-025 02/29/0B 2D131-3-BXD 26861 

PM-BOB03M-024 02/29/0B 4B100-3-BXD 31317 

PM-B0803M-023 02/29/08 4Dl12-3-BXD 394B5 

PM-B0803M-022 02/29/08 3D110-3-BXD 37753 

PM-B0803M-021 02/29/0B 3C121-3-BXD 1114 

PM-B0803M-020 02/29/08 3CI21-3-BXD 1112 

PM-BOB03M-019 02/29/0B 3C115-3-BXD 394B6 

PM-BOS03M-01S 02/29/0B 3C10B-3-BXD 374B3 

PM-BOS03M-017 02/29/0S 3C10S-3-BXD 30S94 

PM-BOB03M-016 02/29/0S 3C10B-3-BXD 30893 

PM-BOS03M-015 02/29/0B 3C108-3-BXD 30892 

PM-B0803M-014 02/29/08 3C104-3-BXD 34357 

PM-BOB03M-013 02/29/0B 3C104-3-BXD 27B41 

PM-BOB03M-012 02/29/08 2D132-3-BXD 3B2B4 

PM-BOB03M-011 02/29/0B 2D131-3-BXD 37428 

PM-BOB03M-010 02/29/0B 2D130-3-BXD 33517 

PM-B0803M-009 02/29/0B 2D12S-3-BXD 31694 

PM-B0803M-008 02/29/08 2D128-3-BXD 31329 

PM-BOB03M-007 02/29/0B 2D12B-3-BXD 30962 

PM-BOB03M-005 02/29/08 3073-2-BXD 18566 

PM-B0803M-004 02/29/0B 2085-2-BXD 32171 

PM-B0803M-003 02/29/0B 2073-2-BXD 30728 
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PM-B0803M-002 

PM-B0803M-001 

02/29/08 2Bl12-1-BXD 

02/29/08 2Bl12-1-BXD 

31330 

31316 

B080306-021 02/19/08 2B138-3-BXD 31643 TANNER, KENYA K HIGH 1 
WAINSCOTT, BRIAN Plastic shell around cord is ripped, exposing wires. 

B080306-017 02/14/08 3Dl13-3-BXD 24479 WILSON, RONALD S EMER 1 
WAINSCOTT, BRIAN unload door makes loud screeching noise on the unload side 

B080306-014 02/13/08 3B103-3-BXD 10847 GETHERS,MARTHEN EMER 1 
WAINSCOTT, BRIAN replace the light in the biohood 

B080306-011 02/12/08 3081-2-BXD SHOEMAKER,LORNA AVER 1 
WAINSCOTT, BRIAN SAFETY CHECK RENTAL MATTRESS 

B080306-007 02/07/08 4D130-3-BXD THOMPSON,TREANI HIGH 1 
WAINSCOTT, BRIAN DOPPLER FLOW DETECTOR #6515-5-733 

B080306-006 02/05/08 3D111-3-BXD 24480 WILSON, RONALD S EMER 1 
WAINSCOTT, BRIAN P2 setting displays Cycle Disabled 

B080306-004 02/04/08 4Dl14-3-BXD 37439 CRABTREE, DENNIS AVER 1 
STORM, PETER J IMAGE CONSTANTLY YELLOW WON'T WHAITE BALANCE CORRECTLY 

PM-B0801M-182 01/22/08 105-387-PCY 40355 

PM-B0801M-181 01/22/08 113-386-PCY 39260 

PM-B0801M-180 01/22/08 113-386-PCY 39259 

PM-B0801M-179 01/22/08 lE204-1-POP 39258 

PM-B0801M-178 01/22/08 1E204-1-POP 39257 

PM-B0801M-177 01/22/08 1564-1-MOP 39256 

PM-B0801M-176 01/22/08 1564-1-MOP 39255 

B080110-001 01/10/08 4D104-3-BXD 21398 reyes AVER 1 
REYES, MARCOS R. test 

B080201-091 01/10/08 1027-2-BXD 40993 ROSSER, SHERRY L AVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-090 01/10/08 1027-2-BXD 40992 ROSSER, SHERRY LAVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-089 01/10/08 1027-2-BXD 40991 ROSSER, SHERRY LAVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-086 01/09/08 1027-2-BXD 40989 ROSSER,SHERRY LAVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-085 01/09/08 1027-2-BXD 40988 ROSSER, SHERRY LAVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-117 01/09/08 1027-2-BXD 40987 ROSSER, SHERRY LAVER 1 
Incoming Inspection 

B080201-084 01/09/08 1027-2-BXD 40986 ROSSER, SHERRY LAVER 1 
WAINSCOTT, BRIAN Incoming Inspection 

B080201-080 01/08/08 3C107-3-BXD 40985 ROSSER,SHERRY LAVER 1 
STORM, PETER J Incoming Inspection 

B080201-079 01/08/08 3CI07-3-BXD 40984 ROSSER,SHERRY LAVER 1 
STORM, PETER J Incoming Inspection 
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B080201-076 
WAINSCOTT, 

B080201-060 

01/08/08 4B100-3-BXD NORMAN, MARGIE D EMER 1 
BRIAN THE HANDHELD DOPPLER IS BROKEN NEED TO BE CHECK 

01/04/08 1S18-1-MOP 27447 BREAZEALE, RAYMO AVER 1 
factory repair 

B080201-057 01/04/08 3D110-3-BXD 33855 BREAZEALE, RAYMO AVER 1 
WAINSCOTT, BRIAN e 40 code 

B080201-055 01/04/08 3076-2-BXD SHOEMAKER, LORNA AVER 1 
WAINSCOTT, BRIAN SAFETY CHECK RENTAL WOUND VAC 

B080201-054 01/04/08 3082-2-BXD SHOEMAKER, LORNA AVER 1 
WAINSCOTT, BRIAN SAFETY CHECK RENTAL WOUND VAC 

B080201-049 01/04/08 3D110-3-BXD 838 WILSON, RONALD S EMER 1 
WAINSCOTT, BRIAN doesn't work,doesn't get hot. 

B071221-001 12/21/07 1562-1-MOP 40512 Jennifer Barnes AVER 1 
CELESTINO, ALBERT C. Send system to company as trade in for new system. 

B071218-001 12/18/07 1F214-1-POP 29718 Dr Peak AVER 1 
CELESTINO, ALBERT C. Send unit to company as trade in for new system. 

PM-B0712M-283 12/12/07 3D110-3-BXD 19157 

PM-B0712M-282 12/12/07 3D110-3-BXD 

PM-B0712M-281 12/12/07 3DI10-3-BXD 
WAINSCOTT, BRIAN 

PM-B0712M-278 12/12/07 3D110-3-BXD 

B071212-001 12/11/07 1562-1-MOP 
OFF TRACT 

36974 

36973 

36970 

27747 BURNETTE, NOEL E AVER 1 

B071207-069 
WAINSCOTT, 

B071207-068 
WAINSCOTT, 

B071207-067 
WAINSCOTT, 

B071207 065 

12/07/07 3D110-3-BXD 28123 WOLFE,LAURENCE AVER 1 
BRIAN DURING INFUSION SCREEN WENT BLANK AND WON'T 

12/07/07 3D110-3-BXD 28188 WOLFE, LAURENCE AVER 1 
BRIAN tlSYSTEM ERROR MESSAGE 

12/07/07 3DI10-3-BXD 28151 WOLFE, LAURENCE AVER 1 
BRIAN won't turn off 

12/07/07 1E184-1-POP 10445 PHETTEPLACE, BET HIGH 3 
requesting a gasket replacement for this machine 

520-08-2-557-0070 HENRY SCHEIN U87839 01/26/08 
B071207-062 12/06/07 1A137-3-BXD DUBOSE, CAROL A AVER 1 

WAINSCOTT, BRIAN upgrade to pulse ox function; 
B071207-061 12/06/07 lC116-3-BXD 40784 SERRANO, JOSE M AVER 1 

B071207-060 
Incoming Inspection 

12/06/07 3051-2-BXD 40783 SERRANO, JOSE M AVER 1 

B071207-059 
Incoming Inspection 

12/06/07 3051-2-BXD 40782 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071207-058 12/06/07 3051-2-BXD 40781 SERRANO, JOSE M AVER 1 

B071207-055 
Incoming Inspection 

12/06/07 2A119-1-BXD 40780 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071207-054 12/06/07 1D100-3-BXD 40779 SERRANO, JOSE M AVER 1 

B071207-053 
Incoming Inspection 

12/06/07 1A111-1-BXD 40778 SERRANO, JOSE M AVER 1 
Incoming Inspection 
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TASK DESCRIPTION 
sip VENDOR P.O. # EST.DEL. 

12/06/07 D105-T100-BXD 40777 
Incoming Inspection 

SERRANO, JOSE M 

PRI. STAT 

DEL.COMP. 

AVER 1 

12/05/07 4D113-3-BXD 40776 SERRANO, JOSE M AVER 1 
Incoming Inspection 

11/30/07 4A107-1-BXD 31917 REGALIZA,CARLO HIGH 1 B071207-042 
WAINSCOTT, 

B071207-040 
BRIAN blood pressure section malfunctioning 

11/30/07 1A147-3-BXD 40727 SERRANO,JOSE M AVER 1 
Incoming Inspection 

11/29/07 113-386-PCY 40724 Ron Edwards AVER 1 
ALBERT C. Request safety check and 

B071129-004 
CELESTINO, 

B071207-039 
WAINSCOTT, 

B071129-003 
CELESTINO, 

B071129-002 
CELESTINO, 

B071207-038 
REYES, MARCOS 

B071207-036 

RPM check for lab PCOPC. 
11/29/07 2B130-3-BXD 35895 SCHEFFLER,CONST HIGH 1 

BRIAN gel warmer is not working 
11/29/07 ZZZ117A-1-MOP 29732 Ron Edwards AVER 1 

ALBERT C. Request RPM check on all centrifuges in MOPC lab. 
11/29/07 1E204-1-POP 29731 Ron Edwards AVER 1 

ALBERT C. Request speed verification of all centrifuge in lab. 
11/29/07 2D132-3-BXD 38284 SHIPP, REBECCA A AVER 1 

R. please move vcr/printer to improve efficiency 
11/28/07 1B110-1-BXD 40721 SERRANO, JOSE M AVER 1 

Incoming Inspection 
B071207-035 11/28/07 1034-2-BXD 40720 SERRANO,JOSE M AVER 1 

Incoming Inspection 
B071207-034 11/28/07 2002-2-BXD 40719 SERRANO, JOSE M AVER 1 

Incoming Inspection 
B071207-032 11/28/07 1C109-3-BXD BORIS, BETHANY A AVER 1 

WAINSCOTT, BRIAN NEED B/P CUFFS FOR 27" - 34" 
PM-B0712M-262 11/27/07 3D110-3-BXD 33856 

PM-B0712M-258 11/27/07 3D110-3-BXD 33852 

PM-B0712M-253 11/27/07 3D110-3-BXD 33847 

PM-B0712M-210 11/27/07 3D110-3-BXD 20086 

PM-B0712M-204 11/27/07 100-T101-BXD 19203 

PM-B0712M-203 11/27/07 2A128-53-BXD 15288 

PM-B0712M-202 11/27/07 4D110-3-BXD 13686 

PM-B0712M-201 11/27/07 4DI10-3-BXD 13685 

PM-B0712M-200 11/27/07 4A102A-3-BXD 19691 

PM-B0712M-199 11/27/07 3D110D-3-BXD 20798 

PM-B0712M-197 11/27/07 3D110D-3-BXD 19687 

PM-B0712M-196 11/27/07 3D110D-3-BXD 19546 

PM-B0712M-194 11/27/07 3D110-3-BXD 36905 
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-------------------------------------------------------------------------------
PM-B0712M-193 11/27/07 3D110-3-BXD 36904 

PM-B0712M-192 11/27/07 3D110-3-BXD 36903 

PM-B0712M-191 11/27/07 3D110-3-BXD 36902 

PM-B0712M-190 11/27/07 3D110-3-BXD 36901 

PM-B0712M-189 11/27/07 3D110-3-BXD 36900 

PM-B0712M-187 11/27/07 3D110-3-BXD 36068 

PM-B0712M-186 11/27/07 3D110-3-BXD 36067 

PM-B0712M-185 11/27/07 3D110-3-BXD 36066 

PM-B0712M-175 11/27/07 3D110-3-BXD 26626 

PM-B0712M-174 11/27/07 3D110-3-BXD 23185 

PM-B0712M-172 11/27/07 3D110-3-BXD 22631 

PM-B0712M-169 11/27/07 3D110-3-BXD 21401 

PM-B0712M-168 11/27/07 3D110-3-BXD 20799 

PM-B0712M-153 11/27/07 3D110-3-BXD 19737 

PM-B0712M-149 11/27/07 3D110-3-BXD 19685 

PM-B0712M-146 11/27/07 3D110-3-BXD 19208 

PM-B0712M-140 11/27/07 3D110-3-BXD 19189 

PM-B0712M-139 11/27/07 3D110-3-BXD 19183 

PM-B0712M-138 11/27/07 3D110-3-BXD 19161 

PM-B0712M-135 11/27/07 3D110-3-BXD 19156 

PM-B0712M-134 11/27/07 3D110-3-BXD 19094 

PM-B0712M-130 11/27/07 3DI10-3-BXD 18427 

PM-B0712M-128 11/27/07 3DI10-3-BXD 13137 

PM-B0712M-127 11/27/07 3D110-3-BXD 12102 

PM-B0712M-126 11/27/07 3D110-3-BXD 1186 

PM-B0712M-125 11/27/07 3D110-3-BXD 114 
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-------------------------------------------------------------------------------
PM-B0712M-124 11/27/07 3B101-3-BXD 19188 

PM-B0712M-123 11/27/07 2B120-3-BXD 19206 

PM-B0712M-122 11/27/07 1C108-3-BXD 36517 

PM-B0712M-121 11/27/07 1C102-3-BXD 15304 

PM-B0712M-119 11/27/07 4B117-3-BXD 32378 

PM-B0712M-118 11/27/07 2Al17-1-BXD 35131 

PM-B0712M-117 11/27/07 2A117-1-BXD 34487 

PM-B0712M-116 11/27/07 4B100-3-BXD 29509 

PM-B0712M-115 11/27/07 4D103-3-BXD 32010 

PM-B0712M-113 11/27/07 3D110-3-BXD 36899 

PM-B0712M-112 11/27/07 3D110-3-BXD 35998 

PM-B0712M-110 11/27/07 3D110-3-BXD 35996 

PM-B0712M-108 11/27/07 3D110-3-BXD 35993 

PM-B0712M-107 11/27/07 3D110-3-BXD 35992 

PM-B0712M-106 11/27/07 3D110-3-BXD 35991 

PM-B0712M-104 11/27/07 3D110-3-BXD 35989 

PM-B0712M-103 11/27/07 3D110-3-BXD 35988 

PM-B0712M-101 11/27/07 3D110-3-BXD 35986 

PM-B0712M-097 11/27/07 3D110-3-BXD 28946 

PM-B0712M-096 11/27/07 3D110-3-BXD 28945 

PM-B0712M-095 11/27/07 3D110-3-BXD 28944 

PM-B0712M-094 11/27/07 3D110-3-BXD 28943 

PM-B0712M-081 11/27/07 3D110-3-BXD 27792 

PM-B0712M-077 11/27/07 3DI10-3-BXD 27787 

PM-B0712M-076 11/27/07 3D110-3-BXD 27786 

PM-B0712M-075 11/27/07 3DI10-3-BXD 27784 
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PM-B0712M-070 11/27/07 3D110-3-BXD 

PM-B0712M-069 11/27/07 3D110-3-BXD 

PM-B0712M-068 11/27/07 3D110-3-BXD 

PM-B0712M-067 11/27/07 3D110-3-BXD 

PM-B0712M-063 11/27/07 3D110-3-BXD 

PM-B0712M-061 11/27/07 3D110-3-BXD 

PM-B0712M-058 11/27/07 3D110-3-BXD 

PM-B0712M-055 11/27/07 3D110-3-BXD 

PM-B0712M-054 11/27/07 3D110-3-BXD 

PM-B0712M-053 11/27/07 3D110-3-BXD 

PM-B0712M-051 11/27/07 3D110-3-BXD 

PM-B0712M-049 11/27/07 3D110-3-BXD 

PM-B0712M-048 11/27/07 3D110-3-BXD 

PM-B0712M-043 11/27/07 3D110-3-BXD 

PM-B0712M-038 11/27/07 3D110-3-BXD 

PM-B0712M-036 11/27/07 3D110-3-BXD 

PM-B0712M-035 11/27/07 3D110-3-BXD 

PM-B0712M-031 11/27/07 3D110-3-BXD 

PM-B0712M-026 11/27/07 3D110-3-BXD 

PM-B0712M-025 11/27/07 3D110-3-BXD 

PM-B0712M-022 11/27/07 3D110-3-BXD 

PM-B0712M-021 11/27/07 3D110-3-BXD 

PM-B0712M-017 11/27/07 3D110-3-BXD 

PM-B0712M-016 11/27/07 3D110-3-BXD 

PM-B0712M-014 11/27/07 3D110-3-BXD 

PM-B0712M-010 11/27/07 3D110-3-BXD 

27777 

27776 

27775 

27774 

27770 

27768 

27435 

27382 

27381 

27380 

27378 

27072 

27071 

27065 

27060 

27057 

27056 

27052 

27029 

27028 

26664 

26663 

26659 

26658 

26656 

26652 
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PM-B0712M-009 11/27/07 3D110-3-BXD 26651 

PM-B0712M-008 11/27/07 3D110-3-BXD 26650 

PM-B0712M-007 11/27/07 3D110-3-BXD 26649 

PM-B0712M-006 11/27/07 3D110-3-BXD 26648 

PM-B0712M-005 11/27/07 3D110-3-BXD 26647 

PM-B0712M-003 11/27/07 3D110-3-BXD 26645 

11/20/07 3D113-3-BXD 24479 
BRIAN door wouldn't open 

B071207-027 
WAINSCOTT, 

B071207-023 
WAINSCOTT, 

B071207-022 
WAINSCOTT, 

B071207-021 
WAINSCOTT, 

B071207-020 
WAINSCOTT, 

B071207-019 

11/20/07 3D110-3-BXD 33841 
BRIAN UNIT BROK OFF STAND 

11/20/07 3D110-3-BXD 19210 
BRIAN II PADDLES BURNED 11 

11/20/07 3D110-3-BXD 28192 
BRIAN II SAYS SEE HELP II 

11/20/07 3D110-3-BXD 35923 
BRIAN II BROKEN II 

11/20/07 3B110-3-BXD 40619 
Incoming Inspection 

KAUSES,BARBARA HIGH 1 

[A AVER 1 

WOLFE, LAURENCE AVER 1 

WOLFE, LAURENCE AVER 1 

WOLFE, LAURENCE AVER 1 

SERRANO,JOSE M AVER 1 

B071207 018 
WAINSCOTT, 

B071207-017 
WAINSCOTT, 

B071207-016 

11/20/07 1C109-3-BXD BORIS, BETHANY A AVER 1 
BRIAN NEED B/P CUFFS THAT ARE 27 - 35 IN CIRCUMFERENCE 

11/20/07 1C104-3-BXD BORIS,BETHANY A AVER 1 
BRIAN THERMOMETER ON WALL IS NOT WORKING 

11/20/07 3D110-3-BXD 40618 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071207-009 11/15/07 3B109-3-BXD 26728 PRINE, BARBARA E EMER 3 
REYES, MARCOS R. PARAFFIN HOLDING TANK NOT WORKING,WON'T HEAT UP 

520-08-1-557-0037 TRIANGLE BIOMEDICAL SCIENC U83943 12/01/07 
B071207-008 11/14/07 3D110-3-BXD 35914 SHOEMAKER, LORNA AVER 1 

WAINSCOTT, BRIAN NO PM STICKER (SPD #121) 
B071207-003 11/14/07 4D114-3-BXD 

WAINSCOTT, BRIAN please perform electrical 
B071113-143 11/08/07 1A103C-3-BXD 40592 

Incoming Inspection 
B071113-141 11/08/07 lA103B-3-BXD 40591 

Incoming Inspection 
B071113-140 11/08/07 2Al19-1-BXD 40590 

Incoming Inspection 
B071113-139 11/08/07 2A117-1-BXD 40589 

Incoming Inspection 
B071113-138 11/08/07 2A117-1-BXD 40588 

Incoming Inspection 
B071113-137 11/08/07 1A118-3-BXD 40587 

Incoming Inspection 
B071113-136 11/08/07 lA119-3-BXD 40586 

Incoming Inspection 

GARNER, JOSEPH RAVER 1 
safety check 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 
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B071113-135 11/08/07 1A120-3-BXD 40585 

B071113-134 
Incoming Inspection 

11/08/07 lA122-3-BXD 40584 

B071113-133 
Incoming Inspection 

11/08/07 lA123-3-BXD 40583 
Incoming Inspection 

B071113-132 11/08/07 lA124-3-BXD 40582 
Incoming Inspection 

B071113-131 11/08/07 lA137-3-BXD 40581 
Incoming Inspection 

B071113-130 11/08/07 1A138-3-BXD 40580 
Incoming Inspection 

B071113-129 11/08/07 1A139-3-BXD 40579 
Incoming Inspection 

B071113-128 11/08/07 1A140-3-BXD 40578 
Incoming Inspection 

B071113-127 11/08/07 1A142-3-BXD 40577 
Incoming Inspection 

B071113-126 11/08/07 lA143-3-BXD 40576 
Incoming Inspection 

B071113-125 11/08/07 lA144-3-BXD 40575 
Incoming Inspection 

B071113-124 11/08/07 lA154-3-BXD 40574 
Incoming Inspection 

B071113-123 11/08/07 1A159-3-BXD 40573 
Incoming Inspection 

B071113-122 11/08/07 1A160-3-BXD 40572 
Incoming Inspection 

B071113-121 11/08/07 1A161-3-BXD 40571 
Incoming Inspection 

B071113-120 11/08/07 1A163-3-BXD 40570 
Incoming Inspection 

B071113-119 11/08/07 lA164-3-BXD 40569 
Incoming Inspection 

B071113-118 11/08/07 1A165-3-BXD 40568 
Incoming Inspection 

B071113-117 11/08/07 lA166-3-BXD 40567 
Incoming Inspection 

B071113-116 11/08/07 1A167-3-BXD 40566 

B071113-115 
Incoming Inspection 

11/08/07 1A168-3-BXD 40565 
Incoming Inspection 

B071113-098 11/06/07 3051-2-BXD 40544 
Incoming Inspection 

B071113-097 11/06/07 3051-2-BXD 40543 

B071113-096 
Incoming Inspection 

11/06/07 4B109-3-BXD 40542 

B071113-095 
Incoming Inspection 

11/06/07 4A104-3-BXD 40541 
Incoming Inspection 

B071113-094 11/06/07 4A104-3-BXD 40540 
Incoming Inspection 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 
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B071113-093 11/06/07 4A104-3-BXD 40539 
Incoming Inspection 

B071113-092 11/06/07 4A104-3-BXD 40538 
Incoming Inspection 

B071113-091 11/06/07 4A104-3-BXD 40537 
Incoming Inspection 

B071113-090 11/06/07 4A104-3-BXD 40536 
Incoming Inspection 

B071113-089 11/06/07 4A104-3-BXD 40535 
Incoming Inspection 

B071113-088 11/06/07 4A104-3-BXD 40534 
Incoming Inspection 

B071113-087 11/06/07 4A104-3-BXD 40533 
Incoming Inspection 

B071113-086 11/06/07 4A104-3-BXD 40532 
Incoming Inspection 

B071113-085 11/06/07 4A104-3-BXD 40531 
Incoming Inspection 

B071113-084 11/06/07 4A104-3-BXD 40530 
Incoming Inspection 

B071113-083 11/06/07 1033-2-BXD 40529 
Incoming Inspection 

B071113-079 11/05/07 4D130-3-BXD 40528 
Incoming Inspection 

B071113-074 11/05/07 4A104-3-BXD 40511 
Incoming Inspection 

PM-B0711M-016 11/02/07 1A105-1-BXD 29128 

B071113-072 11/01/07 3B101-3-BXD 40503 

B071113-071 
Incoming Inspection 

11/01/07 1027-2-BXD 40502 
Incoming Inspection 

B071113-070 11/01/07 1027-2-BXD 40501 
Incoming Inspection 

B071113-066 10/31/07 3B101-3-BXD 40494 
Incoming Inspection 

B071113-059 10/30/07 3D110-3-BXD 40493 
Incoming Inspection 

B071113-058 10/30/07 3D110-3-BXD 40492 
Incoming Inspection 

B071113-057 10/30/07 3D110-3-BXD 40491 
Incoming Inspection 

B071031-005 10/30/07 109-387-PCY 23287 
Nickel-Cadmium battery is 

B071113-050 10/29/07 3B100-1-BXD 40484 
Incoming Inspection 

B071113-049 10/29/07 3B100-1-BXD 40483 
Incoming Inspection 

B071029-002 10/26/07 1565B-1-MOP 40426 
Incoming Inspection 

B071029-001 10/26/07 1558A-1-MOP 40425 
Incoming Inspection 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SUMMERS,CYNTHIA AVER 1 
dead. Need 3. 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 
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B07l024-004 10/24/07 ID165-1-POP 27285 Pat HIGH 1 

B071113-029 
S number too high, sensitivity needs adjusting. 

10/17/07 2Al12-3-BXD 40390 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B071113-028 10/17/07 2Al12-3-BXD 40389 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B071113-027 10/17/07 2Al12-3-BXD 40388 SERRANO,JOSE M AVER 1 

B071113-026 
Incoming Inspection 

10/17/07 2A112-3-BXD 40387 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071113-025 10/17/07 2A112-3-BXD 40386 SERRANO, JOSE M AVER 1 

B07l113-024 
Incoming Inspection 

10/17/07 3D110-3-BXD 28132 WOODS,KELLI D HIGH 1 
IV PUMP BROKEN 

B07ll13-023 10/17/07 5B103-1-BXD 40385 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B071113-022 10/17/07 1054-2-BXD 40384 SERRANO, JOSE M AVER 1 

B071015-024 
Incoming Inspection 

10/09/07 1C156-1-POP 32869 REDDOCH, LINDA RAVER 1 
move Mars System 

PM-B0511M-051 10/01/07 4A104-3-BXD 38211 

PM-B05llM-049 10/01/07 2B130-3-BXD 35827 

PM-B05l1M-048 10/01/07 2024-2-BXD 21799 

PM-B051lM-047 10/01/07 2024-2-BXD 21798 

PM-BOS11M-046 10/01/07 1A128-1-BXD 15269 

PM-BOSI1M-045 10/01/07 1A123-1-BXD 19134 

PM-B0511M-044 10/01/07 1A121-1-BXD 3467 

PM-B0511M-043 10/01/07 1A109-1-BXD 37179 

PM-B0511M-042 10/01/07 lA107-1-BXD 31919 

PM-BOS11M-041 10/01/07 1A107-1-BXD 13133 

PM-B0511M-040 10/01/07 1A107-1-BXD 3461 

PM-B0511M-039 10/01/07 1A106-1-BXD 30227 

B071015-003 10/01/07 3B100-3-BXD 40325 SERRANO, JOSE M AVER 1 
Incoming Inspection 

PM-B0510M-109 10/01/07 202-3-POP 38325 

PM-BOSIOM-108 10/01/07 1AI01-1-POP 28498 

PM-B0510M-107 10/01/07 1F209-1-POP 24002 
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----------------------------------- -------------------------------------------
PM-B05l0M-106 10/01/07 1E196-1-POP 27783 

PM-B0510M-l05 10/01/07 1E194-1-POP 29454 

PM-B0510M-104 10/01/07 lE188-l-POP 38726 

PM-B0510M-103 10/01/07 1C156-l-POP 36938 

PM-B05l0M-102 10/01/07 lC156-l-POP 36934 

PM-B05l0M-lOl 10/01/07 1C156-1-POP 36927 

PM-B05l0M-lOO 10/01/07 lC145-1-POP 36891 

PM-B05l0M-099 10/01/07 1C145-1-POP 36741 

PM-B0510M-098 10/01/07 lC142-l-POP 34481 

PM-B05l0M-097 10/01/07 lC142-l-POP 28311 

PM-B05l0M-096 10/01/07 lC142-1-POP 2B200 

PM-B05l0M-095 10/01/07 109-387-PCY 23287 

PM-B05l0M-094 10/01/07 l558A-l-MOP 27514 

PM-B05l0M-093 10/01/07 1565C-l-MOP 37012 

PM-B05l0M-092 10/01/07 l565-l-MOP 37014 

PM-B05l0M-09l 10/01/07 1565-l-MOP 28531 

PM-B05l0M-090 10/01/07 l5l8-I-MOP 36924 

PM-B05l0M-OB8 10/01/07 l5l8-I-MOP 36922 

PM-B0510M-087 10/01/07 lSlB-l-MOP 36920 

PM-B05l0M-086 10/01/07 l51S-l-MOP 36918 

PM-B05l0M-08S 10/01/07 IS1S-1-MOP 36917 

PM-BOSlOM-084 10/01/07 l5l8-l-MOP 36916 

PM-B05l0M-083 10/01/07 l5l8-l-MOP 36915 

PM-B05l0M-082 10/01/07 l5l8-l-MOP 36914 

PM-B05l0M-08l 10/01/07 lSlB-l-MOP 36913 

PM-B05l0M-OBO 10/01/07 l5l8-I-MOP 36912 
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PM-B05l0M-079 10/01/07 l518-l-MOP 

PM-BOSIOM-078 10/01/07 ISIS-I-MOP 

PM-B0510M-077 10/01/07 lS18-l-MOP 

PM-BOSIOM-076 10/01/07 6423-l-MOP 

PM-BOSIOM-075 10/01/07 6423-l-MOP 

PM-B05l0M-074 10/01/07 6420-l-MOP 

PM-BOSIOM-073 10/01/07 6420-l-MOP 

PM-BOSIOM-072 10/01/07 3D1l0-3-BXD 

PM-BOSIOM-071 10/01/07 4B120-1-BXD 

PM-B06l0M-088 10/01/07 l5S8A-l-MOP 

PM-B0610M-087 10/01/07 lS6SC-l-MOP 

PM-B06l0M-086 10/01/07 l56S-l-MOP 

PM-B06l0M-08S 10/01/07 l56S-l-MOP 

PM-B0610M-OS4 10/01/07 15l8-l-MOP 

PM-B0610M-083 10/01/07 lS18-1-MOP 

PM-B06l0M-082 10/01/07 lS18-l-MOP 

PM-B0610M-OSI 10/01/07 1Sl8-l-MOP 

PM-B06l0M-080 10/01/07 ISIS-I-MOP 

PM-B0610M-079 10/01/07 1Sl8-l-MOP 

PM-B06l0M-078 10/01/07 lS18-l-MOP 

PM-B06l0M-077 10/01/07 ISIS-I-MOP 

PM-B06l0M-076 10/01/07 ISIS-I-MOP 

PM-B06l0M-07S 10/01/07 ISIS-I-MOP 

PM-B0610M-074 10/01/07 1Sl8-l-MOP 

PM-B0610M-073 10/01/07 ISIS-I-MOP 

PM-B06l0M-072 10/01/07 l5l8-1-MOP 

36911 

36910 

28232 

27799 

27778 

37036 

37034 

29256 

3703S 

27S14 

37012 

37014 

28531 

36924 

36923 

36922 

36920 

36918 

36917 

36916 

36915 

36914 

36913 

36912 

36911 

36910 
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-------------------------------------------------------------------------------
PM-B0610M-071 10/01/07 1518-1-MOP 28232 

PM-B0610M-070 10/01/07 6423-1-MOP 27799 

PM-B0610M-069 10/01/07 6423-1-MOP 27778 

PM-B0610M-068 10/01/07 6420-1-MOP 37036 

PM-B0610M-067 10/01/07 6420-1-MOP 37034 

PM-B0610M-066 10/01/07 3D110-3-BXD 29256 

PM-B0610M-065 10/01/07 4B120-1-BXD 37035 

B071015-002 10/01/07 1027-2-BXD 40324 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071015-001 10/01/07 1027-2-BXD 40323 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B071113-001 10/01/07 3D110-3-BXD 40319 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-052 09/28/07 3B113-3-BXD 40317 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-045 09/27/07 2A101-3-BXD 40304 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B071001-038 09/26/07 4A104-3-BXD 40300 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-035 09/26/07 1C107-3-BXD 40299 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-027 09/24/07 1B112-1-BXD 39772 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-004 09/17/07 3C121-3-BXD 39568 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B071001-003 09/17/07 3C121-3-BXD 39567 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B071001-002 09/17/07 3C121-3-BXD 39566 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B071001-001 09/17/07 3C121-3-BXD 39565 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B071001-055 09/17/07 3C121-3-BXD 39564 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-149 09/12/07 4A107-3-BXD 39540 SERRANO,JOSE M AVER 1 
Incoming Inspection 

PM-B0709M-007 09/10/07 4BIOO-3-BXD 31317 

B070914-133 09/08/07 4A105-3-BXD 39473 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-132 09/08/07 4A105-3-BXD 39472 SERRANO/JOSE M AVER 1 
Incoming Inspection 

B070910-003 09/08/07 6420-1-MOP 39471 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070910-002 09/08/07 1548-1-MOP 39470 SERRANO/JOSE M AVER 1 
Incoming Inspection 
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B070910-001 09/08/07 IS18-1-MOP 39469 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-117 09/06/07 5Al19-1-BXD 39450 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-112 09/04/07 3D110-3-BXD 39442 SERRANO, JOSE M AVER 1 

B070914-111 
Incoming Inspection 

09/04/07 3D110-3-BXD 39441 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-110 09/04/07 3DI10-3-BXD 39440 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-086 08/28/07 3060-2-BXD 39408 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-085 08/28/07 2050-2-BXD 39407 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-084 08/28/07 2060-2-BXD 39406 SERRANO,JOSE M AVER 1 

B070914-083 
Incoming Inspection 

08/28/07 1A145-3-BXD 39405 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-082 08/28/07 3BI07-1-BXD 39404 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-057 08/22/07 4DI04-3-BXD 39380 SERRANO,JOSE M AVER 1 

B070914-055 
Incoming Inspection 

08/22/07 4D103-3-BXD 39378 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-049 08/22/07 4D129-3-BXD 39373 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-045 08/22/07 3D110-3-BXD 39371 SERRANO,JOSE M AVER 1 

B070914-044 
Incoming Inspection 

08/22/07 3D110-3-BXD 39370 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-043 08/22/07 3DI10-3-BXD 39369 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-042 08/22/07 3DII0-3-BXD 39368 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-041 08/22/07 3DII0-3-BXD 39367 SERRANO,JOSE M AVER 1 

B070914-038 
Incoming Inspection 

08/22/07 3D110-3-BXD 39364 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-037 08/22/07 3Dl10-3-BXD 39363 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-031 08/22/07 3DI10-3-BXD 39357 SERRANO, JOSE M AVER 1 
Incoming Inspection 

B070914-030 08/22/07 3DI10-3-BXD 39356 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-029 08/22/07 3DIIO-3-BXD 39355 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-028 08/22/07 3DIIO-3-BXD 39354 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-027 08/22/07 3DIIO-3-BXD 39353 SERRANO,JOSE M AVER 1 
Incoming Inspection 

B070914-023 08/22/07 3DII0-3-BXD 39349 SERRANO, JOSE M AVER 1 
Incoming Inspection 
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B070914-021 

B070914-019 

B070914-017 

B070914-016 

B070914-014 

B070914-011 

B070817-002 

B070816-054 

B070816-049 

B070816-048 

B070816-047 

B070816-046 

B070816-045 

B070816-044 

B070816-043 

B070816-042 

B070816-030 

B070816-029 

B070816-028 

B070816-027 

B070816-026 

B070806-005 

B070806-004 

B070806-003 

B070731-069 

B070730-002 

08/22/07 3D110-3-BXD 39347 
Incoming Inspection 

08/22/07 3D110-3-BXD 39345 
Incoming Inspection 

08/22/07 3D110-3-BXD 39343 
Incoming Inspection 

08/22/07 3D110-3-BXD 39342 
Incoming Inspection 

08/21/07 1B110-1-BXD 39341 
Incoming Inspection 

08/20/07 lC132-1-BXD 39337 
Incoming Inspection 

08/17/07 1558B-I-MOP 39297 
Incoming Inspection 

08/08/07 1010-2-BXD 39261 
Incoming Inspection 

08/07/07 3B100-1-BXD 39251 
Incoming Inspection 

08/07/07 3B100-1-BXD 39250 
Incoming Inspection 

08/07/07 3BIOO-1-BXD 39249 
Incoming Inspection 

08/07/07 3B100-1-BXD 39248 
Incoming Inspection 

08/07/07 1AI0IB-3-BXD 39247 
Incoming Inspection 

08/07/07 lA101B-3-BXD 39246 
Incoming Inspection 

08/07/07 1A101B-3-BXD 39245 
Incoming Inspection 

08/07/07 3AI05-3-BXD 39244 
Incoming Inspection 

08/06/07 2A100-3-BXD 39243 
Incoming Inspection 

08/06/07 2A100-3-BXD 39242 
Incoming Inspection 

08/06/07 2AI00-3-BXD 39241 
Incoming Inspection 

08/06/07 2AI00-3-BXD 39240 
Incoming Inspection 

08/06/07 2AI00-3-BXD 39239 
Incoming Inspection 

08/03/07 1F208-1-POP 29726 
DEVICE IS INTERMITTENT 

08/03/07 1567A-I-MOP 
fuji film printer fm-dpl 

08/03/07 1567A-1-MOP 27541 
will not scan film 

07/30/07 3B109-19-BXD 39218 
Incoming Inspection 

07/27/07 1561-1-MOP 27690 
REPAIR ENG 

SERRANO/JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO,JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

PEAK, MARGARET F HIGH 1 

SLADE,KENNETH D AVER 1 
has dirty rollers 

SLADE,KENNETH D AVER 1 

SERRANO, JOSE M AVER 1 

PEAK,MARGARET F HIGH 1 
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B070731-048 

B070711-004 

B070711-003 

B070711-002 

B070710-007 

B070703-100 

B070703-099 

B070703-068 

B070703-045 

B070703-044 

B070703-042 

B070703-041 

B070614-001 

B070703-021 

B070703-019 

B070703-018 

B070607-001 

PM-B0706M-247 

PM-B0706M-246 

PM-B0706M-245 

PM-B0706M-244 

PM-B0706M-243 

B070529-002 

B070529-001 

B070531-055 

B070531-054 

07/26/07 1Cl12-3-BXD 39210 SERRANO,JOSE M AVER 1 
Incoming Inspection 

07/11/07 106-1-POR 39121 SERRANO, JOSE M AVER 1 
Incoming Inspection 

07/11/07 106-1-POR 39120 SERRANO, JOSE M AVER 1 
Incoming Inspection 

07/11/07 104-1-POR 39119 SERRANO,JOSE M AVER 1 
Incoming Inspection 

07/06/07 1F205-1-POP SMITH,PAULA SUS AVER 1 
Prob mic down 

07/02/07 2D133-3-BXD 39113 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

07/02/07 2D133-3-BXD 39112 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

06/15/07 2B122-3-BXD 38844 HOUGHTON, RONALD AVER 1 
Incoming Inspection 

06/14/07 1041-2-BXD 38832 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

06/14/07 1041-2-BXD 38831 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

06/13/07 3B128-19-BXD 38830 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

06/13/07 3B128-19-BXD 38829 HOUGHTON,RONALD AVER 1 
Incoming Inspection 

06/13/07 1F214-1-POP 28514 PEAK,MARGARET F EMER 1 
COMPUTER LOCKS UP 

06/06/07 100-16-BXD 38816 SERRANO,JOSE M AVER 1 
Incoming Inspection 

06/06/07 IB110-1-BXD 38812 SERRANO,JOSE M AVER 1 
Incoming Inspection 

06/06/07 IB110-1-BXD 38811 SERRANO,JOSE M AVER 1 
Incoming Inspection 

06/04/07 1F205-1-POP SMITH,PAULA SUS AVER 1 
probe mic does not work left ear 

OS/29/07 3D110-3-BXD 36906 

OS/29/07 3D110-3-BXD 

OS/29/07 3D110-3-BXD 

OS/29/07 3D110-3-BXD 

OS/29/07 3D110-3-BXD 

OS/25/07 1F20S-1-POP 

36905 

36904 

36903 

36902 

SMITH, PAULA SUS AVER 1 
error Siemens 068132 - programming 

OS/25/07 1F205-1-POP SMITH,PAULA SUS AVER 1 
- unable to program aids 

SERRANO,JOSE M AVER 1 
Siemens (seriel #068132) 

OS/24/07 3D110-3-BXD 38739 
Incoming Inspection 

OS/24/07 3D110-3-BXD 38738 SERRANO,JOSE M AVER 1 
Incoming Inspection 
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B070531-053 OS/24/07 3D110-3-BXD 38737 
Incoming Inspection 

B070531 052 OS/24/07 3D110-3-BXD 38736 
Incoming Inspection 

B070531-051 OS/24/07 3D110-3-BXD 38735 
Incoming Inspection 

B070531-050 OS/24/07 3D110-3-BXD 38734 
Incoming Inspection 

B070531-049 OS/24/07 3D110-3-BXD 38733 
Incoming Inspection 

B070531-048 OS/24/07 3DIIO-3-BXD 38732 
Incoming Inspection 

B070531-047 OS/24/07 3D110-3-BXD 38731 
Incoming Inspection 

B070531-046 OS/24/07 3DI10-3-BXD 38730 
Incoming Inspection 

B070531-045 OS/24/07 3D110-3-BXD 38729 
Incoming Inspection 

B070531-044 OS/24/07 3DI10-3-BXD 38728 
Incoming Inspection 

B070531-016 05/16/07 3B100-3-BXD 38667 
Incoming Inspection 

B070531-004 05/10/07 2C115-1-BXD 38459 
Incoming Inspection 

B070531-003 05/10/07 2Cl15-1-BXD 38458 
Incoming Inspection 

B070510-163 04/18/07 4D125-3-BXD 38311 
Incoming Inspection 

B070510-143 04/10/07 2B106-3-BXD 38286 
Incoming Inspection 

B070510-111 03/21/07 1C116-3-BXD 38268 
Incoming Inspection 

B070510-108 03/20/07 4D130-3-BXD 38267 
Incoming Inspection 

B070510-107 03/20/07 4D130-3-BXD 38266 
Incoming Inspection 

B070510-106 03/19/07 2A112-3-BXD 38265 
Incoming Inspection 

B070510-105 03/19/07 2Al12-3-BXD 38264 
Incoming Inspection 

B070510-104 03/19/07 2A112-3-BXD 38263 
Incoming Inspection 

B070510-103 03/19/07 1A128-1 BXD 38257 
Incoming Inspection 

B070510-096 03/16/07 3BIOIB-3-BXD 38246 

B070510-085 
Incoming Inspection 

03/13/07 3Bl18 3-BXD 38240 
Incoming Inspection 

B070510-050 03/01/07 2B135-3-BXD 38172 
Incoming Inspection 

B070112 022 01/12/07 3D110-3-BXD 37447 
Incoming Inspection 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO/JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

HOUGHTON AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 

SERRANO, JOSE M AVER 1 
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-------------------------------------------------------------------------------
B070112-021 01/12/07 3DI10-3-BXD 37446 SERRANO, JOSE M AVER 1 

Incoming Inspection 
B070112-006 01/11/07 4Dl14-3-BXD 37439 SERRANO, JOSE M AVER 1 

Incoming Inspection 
B061215-004 12/14/06 4D113-3-BXD 37308 LANCE, WINDELL LAVER 1 

Incoming Inspection 
B061024-008 10/23/06 1E202G-1-POP 37198 HOUGHTON,RONALD AVER 1 

Incoming Inspection 
B061024-007 10/23/06 1E202G-1-POP 37197 HOUGHTON,RONALD AVER 1 

Incoming Inspection 
B061018-011 10/18/06 3DI10-3-BXD 37193 GLOVER,JOHN E AVER 1 

Incoming Inspection 
B061018-010 10/18/06 3DI10-3-BXD 37192 GLOVER, JOHN E AVER 1 

Incoming Inspection 
B061018-009 10/18/06 3D110-3-BXD 37191 GLOVER,JOHN E AVER 1 

Incoming Inspection 
B061018-008 10/18/06 3D110-3-BXD 37190 GLOVER, JOHN E AVER 1 

Incoming Inspection 
B061018-006 10/18/06 3D110-3-BXD 37188 GLOVER, JOHN E AVER 1 

Incoming Inspection 
B061010-010 10/10/06 3B100-3-BXD 37079 GLOVER, JOHN E AVER 1 

B061010-009 
Incoming Inspection 

10/10/06 3B100-3-BXD 37078 GLOVER, JOHN E AVER 1 
Incoming Inspection 

B061005-003 10/04/06 4B120-1-BXD 37036 GLOVER, JOHN E AVER 1 
STORM, PETER J Incoming Inspection 

B061005-002 10/04/06 4BI20-1-BXD 37035 GLOVER, JOHN E AVER 1 
Incoming Inspection 

B061005-001 10/04/06 4B120-1-BXD 37034 GLOVER, JOHN E AVER 1 
Incoming Inspection 

B061002-039 09/27/06 2A102B-19-BXD 36981 GLOVER, JOHN E AVER 1 
Incoming Inspection 

B061002-034 09/27/06 1A146-3-BXD 36977 PAYNE,DOYLE R AVER 1 
Incoming Inspection 

~o 04/26/04 1AI03C-3-BXD 26025 



1 Incomplete Work Orders by Employee 
2 Incomplete Work Orders for One Room 
3 Incomplete Work Orders by Location Search 
4 Incomplete Work Orders by Shop 
5 Incomplete Work Orders by Owner/Department 

Select Incomplete Work Order Status option: 

1 Enter New Work Order 
2 Edit Work Order Data 
3 Close Out Work Order 
4 Display Work Order 
5 Incomplete Work Order Status ... 
6 Transfer W.O. to Another Shop 
7 Print Equip. History by Entry Number 
8 Disapprove Work Order 
9 Reprint Work Orders (All Shops) 
10 Print PM Manhours 
11 Condition Code of Equipment Edit 
12 Multiple Work Order Entry 
ZC Print Work Order Costs 

Select Work Order & MERS Option: 



WORK ORDER # B080718-005 
1) PRIMARY EMPL: 2) REQ DATE: JUL 18,2008@15:13 
3) REQ MODE: COMPUTER 4) LOCATION: 2050-2-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: OMNICELL NARCOTIC DRAWER 
8) CONTACT: WEST/DON 9) PHONE: 5148 

10) ENTERED BY: MILLER, CATHY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: PHARMACY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

OMNICELL SERIAL NO. 44763. NARCOTIC DRAWER. CALLED IN PER 59955733 



WORK ORDER # B070531-045 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38729 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-003) 
2} REQ DATE: MAY 24,2007@10:09 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1032305 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-009 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE/WINDELL L 

10) ENTERED BY: LANCE/WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37316 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-007) 
2) REQ DATE: DEC 14/2006@16:41 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15 ) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # BOS0306-011 (Original #: BE080212-002) 
1) PRIMARY EMPL:' WAINSCOTT, BRIAN 2) REQ DATE: FEB 12,200S@09:26 
3} REQ MODE: COMPUTER 4) LOCATION: 30S1-2-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: SAFETY CHECK RENTAL MATTRESS 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/0S 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
IS) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
2S) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080513-003 
1) PRIMARY EMPL: 2) REQ DATE: MAY 13,2008@09:39 
3} REQ MODE: COMPUTER 4) LOCATION: 3076-2-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: SAFETY CHECK RENTAL BED. 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER/LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B071001-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 10/01/07 
14) EQUIP ID#: 39565 
16) EQUIP CAT: ZZ/VENTILATOR 
18) MFGR: MEDICAL SPECIALTIES 

(Original #: BE070917-002) 
2} REQ DATE: SEP 17,2007@08:28 
4} LOCATION: 3C121-3-BXD 
6) STATUS: IN PROGRESS 

9} 
11} 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: VPAPIIIST 
21) OWNER/DEPT: MEDICAL 
23) PARTS ORDER: 

20) SERIAL #: 20070544572 
SERVICE RESPIRATORY CARE SECTION22) PM #: 

24} WORK ACTION: II 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **09/11/08** 

27} TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO:::;YES 



WORK ORDER # B061018-006 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12) DATE ASSIGNED: 10/18/06 
14} EQUIP ID#: 37188 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: WELCH ALLYN 
19} MODEL: 53000EIG 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 

(Original #: BE061018-002) 
2) REQ DATE: OCT 18,2006@11:17 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: NURSING/ACUTEC 

17) CONDITION: 

20) SERIAL #: AJ038435 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT--DELIVERY BIOMED NOW--VITAL SIGNS MONITOR EE37187 & 
EE37188 

WARRANTY EXPIRATION: 10/18/07 JCAHO;::;::YES 



WORK ORDER # B070816-027 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070806-010) 
2) REQ DATE: AUG 6,2007@14:35 
4) LOCATION: 2A100-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO,JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 08/16/07 13) 
14) EQUIP ID#: 39240 15) 
16) EQUIP CAT: ZZ/TELESCOPE-TWELVE DEGREE 17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 26003BA 20) SERIAL #: 870039 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/06/08** 

22) PM #: 
24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070S10-143 
1.) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: HOUGHTON 

10) ENTERED BY: PAYNE/DOYLE R 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38286 

(Original #: BE070410-004) 
2) REQ DATE: APR 10,2007@13:53 
4} LOCATION: 2B106-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5273 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

16) EQUIP CAT: RADIOGRAPHIC UNIT (DIAGNOSTIC) 17) CONDITION: GOOD 
18) MFGR: PHILIPS MEDICAL SYS 
19) MODEL: DIGITAL DIAGNOSTIC 
21) OWNER/DEPT: RADIOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 02/08/08 

20) 

24) 

27) 
29 ) 
31) 

SERIAL #: 
22) PM #: 

WORK ACTION: II 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-163 
1.) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38311 
16) EQUIP CAT: ANESTHESIA UNIT 
18) MFGR: NORTH AMERICAN DRAGER 
19) MODEL: 860600020 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 10/30/07 

(Original #: BE07041B-003) 
2) REQ DATE: APR 18,2007@09:53 
4) LOCATION: 4D125-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: LIKE NEW 

20) SERIAL #: ARXL0031 
22) PM #: 

24) WORK ACTION: I1 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-031 SEMI-ANNUAL PMI ANESTHESAI/ANALGESIA UNIT 



WORK ORDER # B070703-068 
l) PRIMARY EMPL; 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT; HOUGHTON,RONALD 

lO) ENTERED BY: HOUGHTON,RONALD W 
12) DATE ASSIGNED: 07/03/07 
14) EQUIP ID#: 38844 
16) EQUIP CAT: RADIOGRAPHIC-PORTABLE 

(Original #: BE070615-019) 
2) REQ DATE: JON 15,2007@14:46 
4) LOCATION: 2BI22-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11 ) 
13) 
15) 

PHONE: 5273 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 
18) MFGR: GENERAL ELECTRIC/MEDICAL SYS 
19) MODEL: AMX4 
21) OWNER/DEPT: NUCLEAR MEDICINE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 06/15/08 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

I 
\ 

\ 

I 
I 



WORK ORDER # B070510-111 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38268 
16) EQUIP CAT: ELECTROCARDIOGRAPH 
18) MFGR: GENERAL ELECTRIC/MEDICAL 
19) MODEL: MAC5500 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 03/21/08 

(Original #: BE070321-001) 

SYS 

2) REQ DATE: MAR 21,2007@12:31 
4) LOCATION: lC116-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: LIKE NEW 

20) SERIAL #: SCD06481312GA 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-062 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38211 

(Original #: BE070306-007) 
2) REQ DATE: MAR 6,2007@13:23 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11 ) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

16) EQUIP CAT: ULTRASONIC UNIT-DIAGNOSTIC 17) CONDITION: 
18) MFGR: 
19) MODEL: 70586CL3 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 03/02/08 

20) SERIAL #: 1865690 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCARO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-BOSIIM-OSI ANNUAL PMI Level 1,2,3 ULTRASOUND SCANNER 
B080716-003 PROBE HAS MOSlTURE INSIDE MARK (BIOMED) HAS PROBE 



WORK ORDER # B070112-022 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
a) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 01/12/07 
14} EQUIP ID#: 37447 
16} EQUIP CAT: DEFIBRILLATOR 
1a} MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 

(Original #: BE070112-002) 
2} REQ DATE: JAN 12,2007@07:2a 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11 ) 
13} 
IS} 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: MS066A 20) SERIAL #: A06K-03345 
21} OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: SS551/CARDIOLOGY EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
2a} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 12/06/07 JCAHO=YES 



WORK ORDER # B070112-021 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 01/12/07 
14} EQUIP ID#: 37446 
16) EQUIP CAT: DEFIBRILLATOR 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 

(Original #: BE070112-001) 
2) REQ DATE: JAN 12,2007@07:27 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: M5066A 20} SERIAL #: A06K-03437 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55551/CARDIOLOGY EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 12/06/07 JCAHO=YES 



WORK ORDER # B061002-034 
1) PRIMARY EMPL: 

(Original #: BE060927-023) 

3} REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: SEP 27,2006@08:06 
4) LOCATION: 1AI46-3-BXD 
6) STATUS: IN PROGRESS 

7) TASK DESC: Incoming Inspection 
8) CONTACT: PAYNE, DOYLE R 9) 

10) ENTERED BY: PAYNE, DOYLE R 11) 
12) DATE ASSIGNED: 10/02/06 13) 
14} EQUIP ID#: 36977 15) 
16) EQUIP CAT: ZZ/ENDOSCOPY SYSTEM-VIDEO 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 

PHONE: 4339 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: SURG UROLOGY 

17) CONDITION: 

19) MODEL: 222201303 20} SERIAL #: FE620848P 
21) OWNER/DEPT: SURGICAL UROLOGY SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55531/SURGICAL EQUIPEQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT -- DELIVERY NOW 
WARRANTY EXPIRATION: 09/27/07 

ENDOSCOPY SYSTEM EE#36977 
JCAHO=YES 



WORK ORDER # B071207-034 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 12/07/07 
14) EQUIP ID#: 40719 
16) EQUIP CAT: LIFT-PATIENT 
18} MFGR: ARJO HOSPITAL EQUIPMENT 
19) MODEL: SARA PLUS 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **11/05/08** 

(Original #: BE071128-003) 
2} REQ DATE: NOV 28,2007@10:57 
4) LOCATION: 2002-2-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD KT 

17) CONDITION: 

20) SERIAL #: SPSN0707U477 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B071207-052 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 12/07/07 
14) EQUIP ID#: 40777 
16) EQUIP CAT: COUNTER-TABLET 
18) MFGR: ZZ/OMNICELL 
19) MODEL: OMNITT 
21) OWNER/DEPT: PHARMACY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/06/08** 

(Original #: BE071206-001) 
2} REQ DATE: DEC 6,2007@06:52 
4) LOCATION: D105-T100-BXD 
6} STATUS: IN PROGRESS 

9} PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD PHARMACY 

17) CONDITION: 

20) SERIAL #: 49692 
22) PM #: 

24) WORK ACTION: I1 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B080201-054 (Original #: BE080104-007) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: JAN 4,2008@09:05 
3) REQ MODE: COMPUTER 4) LOCATION: 3082-2-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: SAFETY CHECK RENTAL WOUND VAC 
8) CONTACT: SHOEMAKER,LORNA 9} PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 02/01/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080201-055 (Original #: BE080104-008) 
~) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: JAN 4,2008@09:06 
3) REQ MODE: COMPUTER 4) LOCATION: 3076-2-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: SAFETY CHECK RENTAL WOUND VAC 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 02/01/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080324-003 
1} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER/SHERRY L 

10} ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 03/24/08 
14) EQUIP ID#: 42571 
16) EQUIP CAT: DEFIBRILLATOR 
18} MFGR: 
19) MODEL: MAIN R SERIES 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE080320-014) 
2} REQ DATE: MAR 20,2008@15:17 
4) LOCATION: ZZZNURSING SERVICE 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: POPC NURSING 

17) CONDITION: 

20) SERIAL #: AF08A003402 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

TWO ZOLL DEFIBRILLATORS LOCATED IN WAREHOUSE. WILL BE DELIVERED TO 
POPC. 

WARRANTY EXPIRATION: **03/14/09** JCAHO=YES 



WORK ORDER # B080324-002 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10} ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 03/24/0B 
14) EQUIP ID#: 42570 
16) EQUIP CAT: DEFIBRILLATOR 
18} MFGR: 
19) MODEL: MAIN R SERIES 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE080320-013) 
2) REQ DATE: MAR 20,2008@15:1S 
4) LOCATION: ZZZNURSING SERVICE 
6} STATUS: IN PROGRESS 

9} 
11) 
13} 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: POPC NURSING 

17) CONDITION: 

20) SERIAL #: AF 
22) PM #: 

24) WORK ACTION: 11 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

TWO ZOLL DEFIBRILLATORS LOCATED IN WAREHOUSE. WILL BE DELIVERED TO 
POPC. 

WARRANTY EXPIRATION: **03/14/09** JCAHO;:;YES 



WORK ORDER # B070914-043 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070822-028) 
2) REQ DATE: AUG 22,2007@08:03 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO,JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 09/14/07 13) 
14) EQUIP ID#: 39369 15) 
16) EQUIP CAT: ZZ/DEFIBRILLATOR/MONITOR 17) CONDITION: 
18) MFGR: 
19) MODEL: BIPHASIC300 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

20} SERIAL #: T06E79771 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT. WILL DELIVER TO BIOMED AND BIOMED WILL DELIVER TO SPD 
WHEN COMPLETED WITH CHECKS. 

WARRANTY EXPIRATION: **08/07/12** JCAHO:::;YES 



WORK ORDER # B061012-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12) DATE ASSIGNED: 10/12/06 
14) EQUIP ID#: 37095 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: GRAS ON STADLER 
19) MODEL: AUDURA DPOAE 

(Original #: BE061011-001) 
2) REQ DATE: OCT 11,2006@05:22 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) 
11) 
13} 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: AUDIOLOGY 

17) CONDITION: 

20) SERIAL #: AT060102 
21) OWNER/DEPT: AUDIOLOGY/SPEECH 
23) PARTS ORDER: 

PATHOLOGY 22} PM #: 

25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED; 
33) COMMENTS: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT--DELIVERY NOW--AUDIOMETER 
WARRANTY EXPIRATION: 10/10/07 

(2 EACH) EE37095, EE37096 
JCAHO=YES 



WORK ORDER # B061002-063 (Original #: BE060930-009) 
1) PRIMARY EMPL: 2) REQ DATE: SEP 30,2006@11:24 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E II} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 37019 15) LOCAL ID: X-RAY 
16) EQUIP CAT: ULTRASONIC UNIT-DIAGNOSTIC 17) CONDITION: LIKE NEW 
18) MFGR: 
19) MODEL: M001457000 20) SERIAL #: 067ZN 
21) OWNER/DEPT: RADIOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55516/DIAGNOSTIC RADIOLOGY EQUIP,REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--ULTRASOUND SYSTEM EE37019 
JCAHO=YES 



WORK ORDER # B070816-043 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-013) 
2) REQ DATE: AUG 7,2007@17:07 
4} LOCATION: 1A101B-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39245 15) LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 811B 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20) SERIAL #: 811B600001113 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-054 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 08/16/07 
14) EQUIP ID#: 39261 
16} EQUIP CAT: ELECTROCARDIOGRAPH 
18} MFGR: GENERAL ELECTRIC/MEDICAL 

(Original #: BE070808-008) 

SYS 

2) REQ DATE: AUG 8,2007@14:22 
4) LOCATION: 1010-2-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13} 
15 ) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: MAC5500 
21) OWNER/DEPT: MEDICAL 
23) PARTS ORDER: 

20) SERIAL #: SCD06511429GA 
SERVICE EEG/EKG/ECHO SECTION22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/08/08** 

24} WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO::::YES 



WORK ORDER # B070914-049 
1) PRIMARY EMPL: 

(Original #: BE070S22-034) 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 09/14/07 
14) EQUIP ID#: 39373 
16) EQUIP CAT: ZZ/MICROSCOPE-SURGICAL 
18) MFGR: ZEISS, CARL 
19} MODEL: OPMIVARIO 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **OS/22/0S** 

2} REQ DATE: AUG 22,2007@10:59 
4) LOCATION: 4D129 3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 6632502170 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070914-132 
1) PRIMARY EMPL: 

(Original #: BE070908 005) 

3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 09/14/07 
14) EQUIP ID#: 39472 
16) EQUIP CAT: LARYNGOSCOPE 
18) MFGR: 
19) MODEL: RANGER 
21) OWNER/DEPT: SURGICAL SERVICE SICU 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **09/08/08** 

2) REQ DATE: SEP 8,2007@13:37 
4) LOCATION: 4AI05 3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: RM072112 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B071001-055 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 10/01/07 
14) EQUIP ID#: 39564 
16) EQUIP CAT: ZZ/VENTILATOR 
18) MFGR: MEDICAL SPECIALTIES 

(Original #: BE070917-001) 
2) REQ DATE: SEP 17,2007@08:27 
4) LOCATION: 3C121-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13} 
15 ) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: VPAPIIIST 
21) OWNER/DEPT: MEDICAL 
23) PARTS ORDER: 

20) SERIAL #: 20070544567 
SERVICE RESPIRATORY CARE SECTION22) PM #: 

24) WORK ACTION: 11 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **09/11/08** 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B071113-085 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 11/13/07 
14) EQUIP ID#: 40531 
16) EQUIP CAT: FIBERSCOPE 
18) MFGR: /OLYMPUS 
19) MODEL: LFTP 
21) OWNER/DEPT: SURGICAL 
23} PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE071106-003) 
2} REQ DATE: NOV 6,2007@08:48 
4) LOCATION: 4A104-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20} SERIAL #: 2725737 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENTj DELIVER TO SURGICAL SERVICE. POC IS DENNIS CRABTREE @ 
4911. 4A104-3-BXD 

WARRANTY EXPIRATION: **10/15/08** 



~) 
3 ) 
5) 
7) 
8) 

10) 
12) 
14) 
16) 
18) 
19) 
21) 
23) 
25) 
26) 
28) 
30) 
32) 
33) 

WORK ORDER # 
PRIMARY EMPL: 
REQ MODE: COMPUTER 
BED #: 
TASK DESC: handpieces broken 
CONTACT: WILES,REBECCA J 
ENTERED BY: WILES, REBECCA J 
DATE ASSIGNED: 
EQUIP ID#: 
EQUIP CAT: 
MFGR: 
MODEL: 
OWNER/DEPT: DENTAL 
PARTS ORDER: 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: 
*ASSIGNED TECH* 
WORK PERFORMED: 
COMMENTS: 

B080623-002 
2) REQ DATE: JON 23,2008@08:43 
4) LOCATION: 1A122-1-BXD 
6) STATUS: PENDING 

9) PHONE: 5104 
11) SHOP: BIOMEDICAL 
13) PRIORITY: HIGH 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B080619-005 
I} PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JUN 19,2008@08:50 
3) REQ MODE: COMPUTER 4) LOCATION: lAI03-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: osteomed rasp handpiece broken 
8) CONTACT: REYES/ERICA JOY 9) PHONE: 5104 

10) ENTERED BY: REYES,ERICA JOY MENHENNETTl1) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13} PRIORITY: AVERAGE 
14) EQUIP ID#: 31919 15) LOCAL ID: BXD DENTAL 
16) EQUIP CAT: ZZ/DENTAL ENGINE-MOBILE 17) CONDITION: LIKE NEW 
18) MFGR: 
19) MODEL: 450000501 
21) OWNER/DEPT: DENTAL 

20) SERIAL #: 0332003 
22) PM #: 

23) PARTS ORDER: 24) WORK ACTION: Gl 
25) WORK CTR: 55526/DENTAL EQUIP, REPAIR 
26) TOTAL HOURS: 2 27) TOTAL MATERIAL COST: 400.00 
28) TOTAL LABOR COST: 57.51 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WOODWARD, JERRY R HRS: 1 SHOP: BIOMEDICAL 
#2: REYES, MARCOS R. HRS: 1 SHOP: BIOMEDICAL 

32) WORK PERFORMED: REPLACE/REPAIR HANDPIECE 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/05/05 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0511M-042 ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 



WORK ORDER 
1) PRIMARY EMPL: 

/~.~:"/'" -. 
"', \ 
-...~'" 

# B060906-010 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER/JOHN E 

10) ENTERED BY: GLOVER/JOHN E 
12) DATE ASSIGNED: 09/06/06 
14) EQUIP ID#: 36839 
16) EQUIP CAT: ZZ/EXERCISER 
18) MFGR: PRESTON, J. A. 
19) MODEL: c4621001601 
21) OWNER/DEPT: PHYSICAL MEDICINE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE06090s-009) 
2) REQ DATE: SEP S,2006@15:23 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD PM&RS 

17) CONDITION: 

20) SERIAL #: 14721 
& REHABILITATION SERVI22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT DELIVERY NOW--PASSIVE 
WARRANTY EXPIRATION: 09/06/07 

MOTION KNEE EXERCISER EE36839 
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WORK ORDER # B061002-013 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE060927-002) 
2) REQ DATE: SEP 27,2006@04:34 
4) LOCATION: 
6) STATUS: IN PROGRESS 

8) CONTACT: GLOVER, JOHN E 9} PHONE: 4747 
10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36956 15) LOCAL 10: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
3;3) COMMENTS: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

WARRANTY EXPIRATION: **09/29/08** JCAHO:=YES 



WORK ORDER # B061002-014 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE060927-003) 
2) REQ DATE: SEP 27,2006@04:35 
4} LOCATION: 
6) STATUS: IN PROGRESS 

8) CONTACT: GLOVER,JOHN E 9} PHONE: 4747 
10} ENTERED BY: GLOVER,JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36957 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18} MFGR: WELCH ALLYN 
19) MODEL: 76793MX 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

WARRANTY EXPIRATION: **09/29/08** JCAHO=YES 



WORK ORDER # B061002-015 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE060927-004) 
2) REQ DATE: SEP 27,2006@04:35 
4) LOCATION: 
6) STATUS: IN PROGRESS 

8) CONTACT: GLOVER/JOHN E 9} PHONE: 4747 
10) ENTERED BY: GLOVER/JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36958 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW EQUIPMENT--DELlVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

WARRANTY EXPIRATION: **09/29/08** JCAHO=YES 



WORK ORDER # B061002-016 (Original #: BE060927-005) 
1) PRIMARY EMPL: 2} REQ DATE: SEP 27,2006@04:35 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36959 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20) SERIAL #: 
21} OWNER/DEPT: NURSING SERVICE 22} PM #: 
23) PARTS ORDER: 24} WORK ACTION: II 
25) WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080707-004 otoscope in exam rooms not working 



WORK ORDER # B061002-017 (Original #: BE060927-006) 
l) PRIMARY EMPL: 2) REQ DATE: SEP 27,2006@04:35 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER/JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36960 15) LOCAL ID: NURSINGjER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17} CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20) SERIAL #: 
2l) OWNER/DEPT: NURSING SERVICE 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55566jOTHER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

JCAHO=YES 



WORK ORDER # B061002-018 (Original #: BE060927-007) 
~) PRIMARY EMPL: 2} REQ DATE: SEP 27,2006@04:36 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36961 15) LOCAL ID: NURSING/ER 
16} EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17} CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20} SERIAL #: 
2~) OWNER/DEPT: NURSING SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

JCAHO=YES 



WORK ORDER # B061002-019 (Original #: BE060927-008) 
1) PRIMARY EMPL: 2) REQ DATE: SEP 27,2006@04:36 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER,JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER/JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36962 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20) SERIAL #: 
21) OWNER/DEPT: NURSING SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

JCAHO=YES 



WORK ORDER # B061002-020 (Original #: BE060927-009) 
1) PRIMARY EMPL: 2) REQ DATE: SEP 27,2006@04:36 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER,JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36963 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19} MODEL: 76793MX 20) SERIAL #: 
21) OWNER/DEPT: NURSING SERVICE 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27} TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELlVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS 
EE36955 TO EE36964 

JCAHO=YES 



WORK ORDER # B061002-021 (Original #: BE060927-010) 
1) PRIMARY EMPL: 2} REQ DATE: SEP 27,2006@04:37 
3) REQ MODE: COMPUTER 4} LOCATION: 
5} BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER,JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER,JOHN E 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36964 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19} MODEL: 76793MX 20) SERIAL #: 
21) OWNER/DEPT: NURSING SERVICE 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25} WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY ON OR BEFORE 9-28-06--DIAGNOSTIC SYSTEMS· 
EE36955 TO EE36964 

JCAHO=YES 



WORK ORDER # B061002-039 
~} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12) DATE ASSIGNED: 10/02/06 
14) EQUIP 1D#: 36981 
16} EQUIP CAT: SCALE-CHAIR LIFT 
18) MFGR: ZZ/HEALTH 
19) MODEL: 2600KL 
2~) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

(Original #: BE060927-028) 
2) REQ DATE: SEP 27,2006@19:01 
4) LOCATION: 2A102B-19-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: MENTAL HEALTH 

17) CONDITION: 

20) SERIAL #: 2600000529 
22} PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

NEW EQUIPMENT--DEL1VERY NOW--WHEELCHA1R 
HEALTH 

SCALE EE36981 FOR MENTAL 

WARRANTY EXPIRATION: **09/18/09** 



WORK ORDER # B061002-055 (Original #: BE060930-001) 
1) PRIMARY EMPL: REYES, MARCOS R. 2) REQ DATE: SEP 30,2006@07:24 
3) REQ MODE: COMPUTER 4) LOCATION: 
5} BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 37011 IS} LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: LIKE NEW 
18) MFGR: GRASON STADLER 
19) MODEL: AUDERA DPOAE 20) SERIAL #: AT060115 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 3 27) TOTAL MATERIAL COST: 
29) TOTAL LABOR COST: 77.40 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: REYES, MARCOS R. HRS: 3 SHOP: BIOMEDICAL 
32) WORK PERFORMED: install 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--AUDIOMETER (6 EACH) WITH (6 EACH) 
NOTEBOOK COMPUTERS WHICH HAVE NOT ARRIVED AS OS 9-29-06. EE37011 TO 
EE37016 

JCAHO=YES 



WORK ORDER # B061002-057 (Original #: BE060930-003) 
1) PRIMARY EMPL: 2) REQ DATE: SEP 30,2006@07:28 
3} REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER,JOHN E 9} PHONE: 4747 

10) ENTERED BY: GLOVER,JOHN E 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 37013 15) LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: 
18) MFGR: GRASON STADLER 
19) MODEL: AUDERA DPOAE 20) SERIAL #: AT060116 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--AUDIOMETER (6 EACH) WITH (6 EACH) 
NOTEBOOK COMPUTERS WHICH HAVE NOT ARRIVED AS OS 9-29-06. EE37011 TO 
EE37016 

JCAHO=YES 



WORK ORDER # B061002-062 (Original #: BE060930-008) 
1) PRIMARY EMPL: 2} REQ DATE: SEP 30,2006@11:18 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 

10) ENTERED BY: GLOVER, JOHN E 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 10/02/06 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 37018 15) LOCAL ID: X-RAY 
16) EQUIP CAT: ZZ/GENERATOR-SIGNAL 17) CONDITION: 
18) MFGR: 
19) MODEL: RF3000 20) SERIAL #: 072106004 
21) OWNER/DEPT: RADIOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 55516/DIAGNOSTIC RADIOLOGY EQUIP,REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--RF 3000 GENERATOR FOR XRAY EE37018 
JCAHO=YES 



WORK ORDER # B061005-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12) DATE ASSIGNED: 10/0S/06 
14) EQUIP ID#: 37034 
16} EQUIP CAT: ZZ/CHAIR-PODIATRY 
18) MFGR: MIDMARK 
19} MODEL: 417 
21) OWNER/DEPT: SURGICAL 
23} PARTS ORDER: 

(Original #: BE061004-005) 
2) REQ DATE: OCT 4,2006@11:45 
4) LOCATION: 4B120-1-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SURGERY 

17) CONDITION: LIKE 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
25} WORK CTR: SS531/SURGICAL 
26) TOTAL HOURS: 

EQUIPEQUIP, REPAIR 

28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

27) TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW 

NEW EQUIPMENT--DELIVERY NOW--PODIATRY CHAIRS EE37031, 37032, 37033, 
37034, 3703S, 37036-- 3 EACH HAVE ARRIVED AND WILL BE DELIVERED TO THE 
4TH FLOOR SURGERY 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0510M-073 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 
PM-B0610M-067 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 



1.) 
3) 
5) 
7) 
8) 

10) 
12) 
14) 
16) 
18) 
19) 
21) 
23) 
25) 
26) 
28) 
30) 
32) 
33) 

WORK ORDER # B061005-002 
PRIMARY EMPL: 
REQ MODE: COMPUTER 
BED #: 
TASK DESC: Incoming Inspection 
CONTACT: GLOVER, JOHN E 
ENTERED BY: GLOVER,JOHN E 
DATE ASSIGNED: 10/05/06 
EQUIP ID#: 37035 

(Original #: BE061004-006) 
2) REQ DATE: OCT 4,2006@11:45 
4) LOCATION: 4B120-1-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: MOPC 

EQUIP CAT: ZZ/CHAIR-PODIATRY 
MFGR: MIDMARK 

17) CONDITION: LIKE NEW 

MODEL: 417 
OWNER/DEPT: SURGICAL 
PARTS ORDER: 
WORK CTR: 55566/0THER MEDICAL 
TOTAL HOURS: 
TOTAL LABOR COST: 
*ASSIGNED TECH* 
WORK PERFORMED: 
COMMENTS: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT CHECK-IN SHEET 

Equipment Identification: 

Generic Name: NEW PM# 

Mfgo __________________________ _ 

Model: 
# 
owning Service: 

Location: Room# 
Division: -------

Bldg# 

Safety & Operational Inspection: 

Ground Resistance: 
(Pass) (Failed) 

Operational/Functional Check 
(Failed) 

User Manuals 

Set Up/Assembled By: 

Comments: 

PM Program Evaluation/Assignment: 

Serial 

CMR# 

Electrical Leakage: 

(Pass) 

Service Manuals 

Biomed or Vendor 

Equipment Category: ____________________ __ Is this a new equipment 



(Work Order: B06100S-002) 
category 

Yes No If no, should this be assigned the standard PM? 
Yes No If yes, complete the score 

sheet below. 

PM Assignment: Responsible Shop: ______ ~ ________________ __ 

Starting Month: 1 2 3 4 5 6 7 8 9 10 11 12 
Frequency: M Q S A 

Estimated Hours: 

Accepted by: 

Reason for not accepting: 

PM Procedure 
Accepted/Not 

Date 

EQUIPMENT--DELIVERY NOW--PODIATRY CHAIRS EE37031, 37032, 37033, 37034, 
37035, 37036-- 3 EACH HAVE ARRIVED AND WILL BE DELIVERED TO THE 4TH 
FLOOR SURGERY 

WARRANTY EXPIRATION: .10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-BOS10M-071 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 
PM-B0610M-065 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 



WORK ORDER # B061005-003 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12) DATE ASSIGNED: 10/05/06 
14) EQUIP ID#: 37036 
16) EQUIP CAT: ZZ/CHAIR-PODIATRY 
18) MFGR: MIDMARK 
19) MODEL: 417 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

(Original #: BE061004-007) 
2} REQ DATE: OCT 4,2006@11:46 
4) LOCATION: 4B120-1-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13} 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: MOPC 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24} WORK ACTION: I1G1 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

LIKE NEW 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--PODIATRY CHAIRS EE37031, 37032, 37033, 
37034, 37035, 37036-- 3 EACH HAVE ARRIVED AND WILL BE DELIVERED TO THE 
4TH FLOOR SURGERY 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0510M-074 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 
PM-B0610M-068 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 



WORK ORDER # B061010-002 
1) PRIMARY EMPL: 

(Original #: BE061005-009) 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER/JOHN E 

10) ENTERED BY: GLOVER/JOHN E 
12) DATE ASSIGNED: 10/10/06 
14) EQUIP ID#: 37067 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: SIEMENS HEARING INSTRUMENTS 

2) REQ DATE: OCT 5/2006@17:16 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: AUDIOLOGY 

17) CONDITION: 

19) MODEL: UNITY PC 20) SERIAL #: 1715 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--AUDIOMETER (2 EACH) EE37067 AND EE37068 
WARRANTY EXPIRATION: 09/05/07 JCAHO=YES 



(Original #: BE061005-010) WORK ORDER # B061010-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: OCT 5,2006@17:19 
4) LOCATION: 

5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER,JOHN E 

10) ENTERED BY: GLOVER,JOHN E 
12) DATE ASSIGNED: 10/10/06 
14) EQUIP ID#: 37068 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: SIEMENS HEARING INSTRUMENTS 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: AUDIOLOGY 

17) CONDITION: 

19) MODEL: UNITY PC 20) SERIAL #: 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22} PM #: 
23} PARTS ORDER: 24) WORK ACTION: II 
25} WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27} TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

LIKE NEW 

NEW EQUIPMENT--DELIVERY NOW--AUDIOMETER (2 EACH) EE37067 AND EE37068 
WARRANTY EXPIRATION: 09/05/07 JCAHO=YES 



WORK ORDER # B061010-009 
1) PRIMARY EMPL: 

(Original #: BE061010-001) 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 

10) ENTERED BY: GLOVER, JOHN E 
12} DATE ASSIGNED: 10/10/06 
14) EQUIP ID#: 37078 
16) EQUIP CAT: PRINTER 
18) MFGR: /LEICA 
19} MODEL: 1406233206 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 

2) REQ DATE: OCT 10,2006@06:21 
4) LOCATION: 3B100-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD LAB 

17) CONDITION: 

20) SERIAL #: 0922 
22) PM #: 

24) WORK ACTION: II 
25) WORK CTR: 55511/CLINICAL LAB EQUIP, REPAIR 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW EQUIPMENT--DELIVERY NOW--HISTOLOGY 
WARRANTY EXPIRATION: 10/10/07 

CASSETTE PRINTER EE37078 



WORK ORDER # B061010-010 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER/JOHN E 

10) ENTERED BY: GLOVER/JOHN E 
12) DATE ASSIGNED: 10/10/06 
14} EQUIP ID#: 37079 
16} EQUIP CAT: PRINTER 
18) MFGR: /LEICA 
19) MODEL: 14060233206 

(Original #: BE061010-002) 
2) REQ DATE: OCT 10/2006@06:33 
4) LOCATION: 3B100-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: HISTOLOGY LAB 

17) CONDITION: 

21) OWNER/DEPT: PATHOLOGY & LABORATORY 
20} SERIAL #: 0864 

22) PM #: 
24) WORK ACTION: II 23) PARTS ORDER: 

25} WORK CTR: SS511/CLINICAL LAB 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

EQUIP, REPAIR 
27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

NEW EQUIPMENT--DELIVERY NOW--HISTOLOGY 
WARRANTY EXPIRATION: 10/10/07 

SLIDE PRINTER EE37079 



WORK ORDER # B061018-00S 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #:BE06101S-004) 
2) REQ DATE: OCT 18,2006@11:56 
4) LOCATION: 3D110-3-BXD 
6} STATUS: IN PROGRESS 

8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 
10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: NURSING 

12) DATE ASSIGNED: 10/18/06 13) 
14) EQUIP ID#: 37190 15) 
16) EQUIP CAT: ZZ/THERMOMETER-ELECTRONIC 17) CONDITION: 
1 S ) MFGR: WELCH ALLYN 
19} MODEL: 690 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

20) SERIAL #: 06373811 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT--DELIVERY NOW--THERMOMETERS 
37192, 37193 

EE37189, 37190, 37191, 

WARRANTY EXPIRATION: 10/18/07 



WORK ORDER # B061018-009 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE061018 005) 
2) REQ DATE: OCT 18,2006@11:57 
4) LOCATION: 3DI10-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 
10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: NURSING 

12) DATE ASSIGNED: 10/18/06 13} 
14) EQUIP ID#: 37191 15) 
16) EQUIP CAT: ZZ/THERMOMETER-ELECTRONIC 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 690 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

20) SERIAL #: 06373840 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT--DELlVERY NOW--THERMOMETERS 
37192, 37193 

EE37189, 37190, 37191, 

WARRANTY EXPIRATION: 10/18/07 



WORK ORDER # B061018-010 
1) PRIMARY EMPL: 

(Original #: BE061018-006) 

3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: OCT 18,2006@11:57 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

7} TASK DESC: Incoming Inspection 
8) CONTACT: GLOVER, JOHN E 9) 

10) ENTERED BY: GLOVER, JOHN E 11) 
12) DATE ASSIGNED: 10/18/06 13) 
14) EQUIP ID#: 37192 15) 
16) EQUIP CAT: ZZ/THERMOMETER-ELECTRONIC 
18) MFGR: WELCH ALLYN 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: NURSING 

17) CONDITION: 

19) MODEL: 690 20) SERIAL #: 06373800 
21) OWNER/DEPT: NURSING SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT--DELIVERY NOW--THERMOMETERS EE37189, 37190, 37191, 
37192, 37193 

WARRANTY EXPIRATION: 10/18/07 



WORK ORDER # B061018-011 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE061018-007) 
2) REQ DATE: OCT 18,2006@11:58 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: GLOVER, JOHN E 9) PHONE: 4747 
10) ENTERED BY: GLOVER, JOHN E 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: NURSING 

12) DATE ASSIGNED: 10/18/06 13) 
14) EQUIP ID#: 37193 15) 
16} EQUIP CAT: ZZ/THERMOMETER-ELECTRONIC 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 690 
21} OWNER/DEPT: NURSING SERVICE 
23}. PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

20) SERIAL #: 06373796 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT--DELIVERY NOW--THERMOMETERS 
37192, 37193 

EE37189, 37190, 37191, 

WARRANTY EXPIRATION: 10/18/07 



(Original #: BE061023-002) WORK ORDER # B061024-007 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: OCT 23,2006@13:32 
4) LOCATION: lE202G-I-POP 

5) BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: HOUGHTON,RONALD 

10) ENTERED BY: HOUGHTON,RONALD W 
12) DATE ASSIGNED: 10/24/06 
14) EQUIP ID#: 37197 
16) EQUIP CAT: ZZ/LENSOMETER 
18) MFGR: TOPCON INST CORP OF AMERICA 

6) STATUS: IN PROGRESS 

9) PHONE: 5273 
11) SHOP: BIOMEDICAL 
13).PRIORITY: AVERAGE 
15) LOCAL ID: POPC 

17) CONDITION: 

19} MODEL: CL200 20} SERIAL #: 391212 
21) OWNER/DEPT: PENSACOLA OUTPATIENT CLINIC 22) PM #: 
23) PARTS ORDER: 24} WORK ACTION: II 
25} WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW ITEM 
WARRANTY EXPIRATION: 10/22/07 

LIKE NEW 



WORK ORDER # B061024-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: HOUGHTON,RONALD 

10) ENTERED BY: HOUGHTON, RONALD W 
12) DATE ASSIGNED: 10/24/06 
14) EQUIP ID#: 37198 
16} EQUIP CAT: TONOMETER ELECTRONIC 
18) MFGR: DA LAUR 
19) MODEL: MK II 
21) OWNER/DEPT: PENSACOLA OUTPATIENT 
23) PARTS ORDER: 

(Original #: BE061023-003) 
2) REQ DATE: OCT 23,2006@13:40 
4) LOCATION: 1E202G-1-POP 
6) STATUS: IN PROGRESS 

9} 
11) 
13) 
15) 

PHONE: 5273 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: POPC 

17} CONDITION: 

20) SERIAL #: 11229 
CLINIC 22) PM #: 

24) WORK ACTION: 11 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW ITEM 
WARRANTY EXPIRATION: 10/22/07 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31} DATE COMPLETE: 

JCAHO=YES 

COST: 
COST: 



WORK ORDER # B061215-004 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37308 
16) EQUIP CAT: TOURNIQUET-ROTATING 
18) MFGR: ZIMMER, U. S. A. 
19) MODEL: ATS3000 
21} OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE061214-002) 
2) REQ DATE: DEC 14,2006@12:42 
4) LOCATION: 4D113-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4313 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SURGERY 

17) CONDITION: 

20) SERIAL #: 3006KAAE 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

NEW EQUIPMENT WARRANTY: 1 YEAR PARTS AND LABOR FROM DATE OF RECEIPT BY 
THE GOVERNMENT (100 USES ON CUFF) 

WARRANTY EXPIRATION: 12/13/07 JCAHO=YES 



WORK ORDER # B061215-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37315 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-006) 
2) REQ DATE: DEC 14,2006@16:41 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-010 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE/WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37317 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-008) 
2) REQ DATE: DEC 14,2006@16:41 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24} WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31} DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-011 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37318 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-009) 
2) REQ DATE: DEC 14,2006@16:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: I1 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-012 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37319 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-010) 
2) REQ DATE: DEC 14,2006@16:42 
4} LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-013 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37320 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-011) 
2) REQ DATE: DEC 14,2006@16:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 4313 
II} SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22} PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-014 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8} CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37321 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-012) 
2) REQ DATE: DEC 14,2006@16:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: I1 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-015 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37322 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-013) 
2} REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22} PM #:. 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-016 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37323 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-014) 
2) REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: I1 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-017 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37324 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-015) 
2) REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-018 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37325 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: -**12/11/08** 

(Original #: BE061214-016) 
2) REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 4313 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24} WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-019 
1} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37326 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-017) 
2) REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20 ) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-020 
I} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37327 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-018) 
2) REQ DATE: DEC 14,2006@16:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-021 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37328 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-019) 
2) REQ DATE: DEC 14,2006@16:43 
4} LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-022 
1} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESe: Incoming Inspection 
8} CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37329 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-020) 
2} REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6} STATUS: IN PROGRESS 

PHONE: 4313 9} 
11) 
13} 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27} TOTAL MATERIAL 
29) VENDOR SERVICE 
31} DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-023 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37330 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-021) 
2) REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17} CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B06121S-024 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37331 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-022) 
2) REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15} LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-025 
1) PRIMARY EMPL; 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE/WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37332 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-023) 
2) REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: I1 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-026 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37333 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-024) 
2) REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-027 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37334 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-025) 
2} REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL 10: 

17) CONDITION: 

20} SERIAL #: 
22} PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-028 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37335 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-026) 
2) REQ DATE: DEC 14,2006@16:44 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-029 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37336 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
lS} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-027) 
2} REQ DATE: DEC 14,2006@16:45 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
IS} LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-030 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37337 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-028) 
2) REQ DATE: DEC 14,2006@16:45 
4} LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-031 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP 10#: 37338 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-029) 
2) REQ DATE: DEC 14,2006@16:45 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-032 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12} DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37339 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19} MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-030) 
2) REQ DATE: DEC 14,2006@16:45 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-033 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12} DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37340 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 55566/0THER MEDICAL 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-031) 
2) REQ DATE: DEC 14,2006@16:45 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-034 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37341 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-032) 
2) REQ DATE: DEC 14,2006@16:45 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15} LOCAL ID: 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-035 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37342 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-033) 
2) REQ DATE: DEC 14,2006@16:46 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-036 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37343 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-034) 
2) REQ DATE: DEC 14,2006@16:46 
4} LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11} 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-037 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37344 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19} MODEL: 84 INCH AP RISER BED 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-035) 
2) REQ DATE: DEC 14,2006@16:46 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-038 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37345 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-036) 
2) REQ DATE: DEC 14,2006@16:46 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-039 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37346 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-037) 
2) REQ DATE: DEC 14,2006@16:46 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22} PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-040 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10} ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14} EQUIP ID#: 37347 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-038) 
2} REQ DATE: DEC 14,2006@16:46 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-042 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37349 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-040) 
2) REQ DATE: DEC 14,2006@16:47 
4} LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
is} 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: LIKE NEW 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215-043 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37350 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE061214-041) 
2) REQ DATE: DEC 14,2006@16:47 
4) LOCATION: 
6) STATUS: IN PROGRESS 

PHONE: 4313 9) 
11) 
13) 
15) 

SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: I1 
EQUIP, REPAIR 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

COST: 
COST: 

WARRANTY EXPIRATION: **12/11/08** 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B061215 044 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37351 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-042) 
2) REQ DATE: DEC 14,2006@16:47 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-045 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37352 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18} MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-043) 
2) REQ DATE: DEC 14,2006@16:47 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-046 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE/WINDELL L 

10) ENTERED BY: LANCE/WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37353 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19} MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-044) 
2) REQ DATE: DEC 14,2006@16:47 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO;;;::YES 



WORK ORDER # B061215-047 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37354 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-045) 
2) REQ DATE: DEC 14,2006@16:48 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B061215-048 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37355 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-046) 
2) REQ DATE: DEC 14,2006@16:48 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15} LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO:;YES 



WORK ORDER # B061215-049 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: LANCE,WINDELL L 

10) ENTERED BY: LANCE,WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37356 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-047) 
2) REQ DATE: DEC 14,2006@16:48 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER * B061215-050 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: LANCE, WINDELL L 

10) ENTERED BY: LANCE, WINDELL L 
12) DATE ASSIGNED: 12/15/06 
14) EQUIP ID#: 37357 
16) EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: 
19) MODEL: 84 INCH AP RISER BED 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **12/11/08** 

(Original #: BE061214-048) 
2) REQ DATE: DEC 14,2006@16:49 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 4313 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



(Original #: BE070111-002) WORK ORDER # B070112-006 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: JAN 11,2007@09:37 
4) LOCATION: 4D114-3-BXD 

5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 01/12/07 
14) EQUIP ID#: 37439 
16) EQUIP CAT: OPTHALMOSCOPE 
18) MFGR: ZEISS, CARL 
19) MODEL: MEDILIVE 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 55551/CARDIOLOGY EQUIP, 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 6907120-608 
22) PM #: 

24) WORK ACTION: 11 
REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANY: ONE YEAR PARTS AND LABOR. 
WARRANTY EXPIRATION: 12/15/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 

GOOD 

B080306-004 IMAGE CONSTANTLY YELLOW WON'T WHAITE BALANCE CORRECTLY 



WORK ORDER # B070122-004 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12} DATE ASSIGNED: 01/22/07 
14} EQUIP ID#: 37536 
16) EQUIP CAT: OPTHALMOSCOPE 
18) MFGR: ZEISS, CARL 
19) MODEL: 

(Original #: BE070118-001) 
2} REQ DATE: JAN 18,2007@14:46 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} 
11} 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
20} SERIAL #: 13 

22) PM #: 
24) WORK ACTION: 11 23} PARTS ORDER: 

25} WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 01/11/08 

EQUIP, REPAIR 
27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080715-003 ink need replaced for the oct printer 
B080711-009 the printer need ink replaced 

COST: 
COST: 

B080604-001 printer is not working cartridge need replacing 



WORK ORDER # B070221-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 02/21/07 
14} EQUIP ID#: 37975 
16) EQUIP CAT: ZZ/STRETCHER-HOSP-CRS 
18} MFGR: STRYKER 
19} MODEL: 1005000000 
21} OWNER/DEPT: NUCLEAR MEDICINE 
23} PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 02/12/08 

(Original #: BE070212-003) 
2} REQ DATE: FEB 12,2007@08:53 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 5337 
11} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 0611078669 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070s10-050 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38172 
16) EQUIP CAT: CART 
18) MFGR: ALIMED 
19) MODEL: 930573 
21) OWNER/DEPT: RADIOLOGY 
23 ) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

(Original #: BE070301-001) 
2} REQ DATE: MAR l,2007@08:34 
4) LOCATION: 2B13s-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDI.TION: 

20) SERIAL #: 033068 
22) PM #: 

24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070510-060 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38209 
16) EQUIP CAT: ZZ/SUCTION APPARATUS 

(Original #: BE070306-005) 
2) REQ DATE: MAR 6,2007@12:12 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 27224P 20) SERIAL #: 0624926 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **03/05/09** 

22) PM #: 
24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-061 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38210 
16) EQUIP CAT: ZZ/SUCTION APPARATUS 

(Original #: BE070306-006) 
2) REQ DATE: MAR 6,2007@12:12 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 
18} MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 27224P 20) SERIAL #: 0624929 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **03/05/09** 

22) PM #: 
24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070S10-063 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38212 
16} EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 

(Original #: BE070307-002) 
2) REQ DATE: MAR 7,2007@14:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 5337 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15} LOCAL 1D: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO==YES 



WORK ORDER # B070510-064 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38213 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 

(Original #: BE070307-003) 
2) REQ DATE: MAR 7,2007@14:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-065 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38214 
16} EQUIP CAT: MONITOR-SYSTEM 
18} MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 

(Original #: BE070307-004) 
2) REQ DATE: MAR 7,2007@14:42 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} PHONE: 5337 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17} CONDITION: 

20} SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-066 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38215 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 

(Original #: BE070307-005) 
2) REQ DATE: MAR 7 1 2007@14:42 
4} LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 5337 
II} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
IS} LOCAL ID: BXD 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-067 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38216 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 
Last PMI was DEFERRED. 

(Original #: BE070307-006) 
2) REQ DATE: MAR 7,2007@14:43 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-068 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38217 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 08/17/07 

(Original #: BE070307-007) 
2) REQ DATE: MAR 7,2007@14:52 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-020 SEMI-ANNUAL PMI MFG LIT 



WORK ORDER # B070510-070 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38228 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-001) 
2) REQ DATE: MAR 12,2007@07:33 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-022 SEMI-ANNUAL PMI MFG LIT 



WORK ORDER # B070510-071 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38229 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-002) 
2) REQ DATE: MAR 12,2007@07:39 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24} WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-023 SEMI-ANNUAL PMI MFG LIT 



WORK ORDER # B070510-072 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38230 
16} EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-003) 
2} REQ DATE: MAR 12,2007@07:39 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15} LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-Boa07M-024 SEMI-ANNUAL PMI MFG LIT 



WORK ORDER # B070510-073 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38231 
16) EQUIP CAT: MONITOR-SYSTEM 
IS} MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-004) 
2) REQ DATE: MAR 12,2007@07:40 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20} SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-BOB07M-025 SEMI-ANNUAL PMI MFG LIT 



WORK ORDER # B070510-074 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38232 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-005) 
2) REQ DATE: MAR 12,2007@07:40 
4) LOCATION: 
6} STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-026 SEMI-ANNUAL PMI 



WORK ORDER # B070510-075 
I} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38233 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21} OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-006) 
2} REQ DATE: MAR 12,2007@07:40 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-076 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38234 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-007) 
2) REQ DATE: MAR 12,2007@07:40 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-077 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38235 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19} MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-008) 
2) REQ DATE: MAR 12,2007@07:40 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-079 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
B) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38237 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP30 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070312-010) 
2) REQ DATE: MAR 12,2007@07:41 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-081 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38238 

(Original #: BE070312-014) 
2) REQ DATE: MAR 12,2007@15:01 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9} 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

16) EQUIP CAT: ZZ/STRETCHER-AMBULANCE 17) CONDITION: 
18) MFGR: STRYKER 
19) MODEL: POWERPROXT 
21} OWNER/DEPT: A&MM, TRANSPORTATION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **03/12/09** 

20) SERIAL #: 070339377 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070510-082 
1} PRIMARY EMPL: 

(Original #: BE070312-015) 

3} REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: Incoming Inspection 
8} CONTACT: SERRANO, JOSE M 

10} ENTERED BY: SERRANO, JOSE M 
12} DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38239 
16} EQUIP CAT: ZZ/STRETCHER-AMBULANCE 
18) MFGR: STRYKER 
19} MODEL: POWERPROXT 
21) OWNER/DEPT: A&MM, TRANSPORTATION 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **03/12/09** 

2} REQ DATE: MAR 12,2007@15:02 
4} LOCATION: 
6} STATUS: IN PROGRESS 

9} 
11) 
13} 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 070339378 
22} PM #: 

24) WORK ACTION: I1 

27} TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070510-085 
1) PRIMARY EMPL: 

(Original #: BE070313-003) 

3) REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38240 
16} EQUIP CAT: CHAIR/TABLE 
18} MFGR: 
19) MODEL: ML6088 
21} OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 12/28/07 

2) REQ DATE: MAR 13,2007@13:00 
4) LOCATION: 3B118-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

20) 

24) 

27} 
29) 
31) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

SERIAL #: 
22) PM #: 

WORK ACTION: 11 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 



WORK ORDER # B070510-089 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38241 
16} EQUIP CAT: ZZ/BED-ELECTRIC 
18) MFGR: HILL ROM 
19} MODEL: TRIFLEXII 
21) OWNER/DEPT: ACOS/EXTENDED CARE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 02/02/08 

(Original #: BE0703I4-003) 
2} REQ DATE: MAR I4,2007@12:17 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
II} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
IS} LOCAL ID: BXD 

17) CONDITION: LIKE NEW 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER H B070510-096 
1) PRIMARY EMPL: 

(Original #: BE070316-002) 

3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38246 
16) EQUIP CAT: ZZ/STAINER-SLIDE 
18) MFGR: 
19) MODEL: AP02 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 11/06/07 

2) REQ DATE: MAR 16,2007@08:25 
4) LOCATION: 3B101B-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL H: A4154 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070510-099 
1) PRIMARY EMPL: 

(Original #: BE070316-007) 

3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: MAR 16,2007@10:48 
4) LOCATION: 
6) STATUS: IN PROGRESS 

7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 9) 

10} ENTERED BY: SERRANO, JOSE M 11) 
12} DATE ASSIGNED: 05/10/07 13) 
14) EQUIP ID#: 38253 IS} 
16) EQUIP CAT: ZZ/CALIBRATOR-AUDIOMETER 
18) MFGR: LA BELLE IND/QUEST ELECTRONICS 
19) MODEL: SPDLX2 20) 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 
23) PARTS ORDER: 24} 
25) WORK CTR: 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

SERIAL #: RTF090010 
22} PM #: 

WORK ACTION: 11 

26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 10/24/07 



WORK ORDER # B070510-103 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38257 
16) EQUIP CAT: ZZ/SANDBLASTER-DENTAL 
18) MFGR: HENRY SCHEIN 
19) MODEL: SANDSTORM 
21) OWNER/DEPT: DENTAL 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **03/19/10** 

(Original #: BE070319-001) 
2) REQ DATE: MAR 19/2007@07:43 
4) LOCATION: 1A128-1-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: POOR 

20) SERIAL #: 117217 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070510-104 
1) PRIMARY EMPL: 

(Original #: BE070319-007) 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38263 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: ZZ/FIRST AID FOR HEARING AIDS 

2) REQ DATE: MAR 19,2007@09:20 
4) LOCATION: 2AI12-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15 ) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: MIDASIII 20) SERIAL #: 06103683 
22) PM #: 21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 

23) PARTS ORDER: 24) WORK ACTION: II 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **10/25/08** 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-105 
1) PRIMARY EMPL: 

(Original #: BE070319-008) 

3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/10/07 
14} EQUIP ID#: 38264 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: ZZ/FIRST AID FOR HEARING AIDS 

2) REQ DATE: MAR 19,2007@09:21 
4) LOCATION: 2Al12-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: MIDASIII 20) 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 

SERIAL #: 06103684 
22) PM #: 

23) PARTS ORDER: 24) WORK ACTION: 11 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **10/25/08** 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070510-106 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10} ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38265 
16) EQUIP CAT: AUDIOMETER 

(Original #: BE070319-009) 
2) REQ DATE: MAR 19,2007@09:21 
4) LOCATION: 2Al12-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 
18) MFGR: ZZ/FIRST AID FOR HEARING AIDS 
19} MODEL: MIDASIII 20) 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 
23) PARTS ORDER: 24) 

SERIAL #: 06103685 
22) PM #: 

WORK ACTION: 11 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **10/25/08** 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



(Original #: BE070320-001) WORK ORDER # B070510-107 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: MAR 20,2007@14:13 
4) LOCATION: 4D130-3-BXD 

5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38266 
16) EQUIP CAT: HYPO/HYPERTHERMIA UNITS 
18) MFGR: 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: MTA6900 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J60050 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 11/28/07 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO::::YES 

LIKE NEW 



(Original #: BE070320-002) WORK ORDER # B070510-108 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: MAR 20,2007@14:14 
4) LOCATION: 4D130-3-BXD 

5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/10/07 
14) EQUIP ID#: 38267 
16) EQUIP CAT: HYPO/HYPERTHERMIA UNITS 
18) MFGR: 

6) STATUS: IN PROGRESS 

9) 
11 ) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: MTA6900 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J60054 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 11/28/07 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

LIKE NEW 



WORK ORDER # B070529-001 (Original #: BE070525-007) 
1) PRIMARY EMPL: 2) REQ DATE: MAY 25,2007@15:38 
3) REQ MODE: COMPUTER 4) LOCATION: 1F205-1-POP 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Siemens (seriel #068132) - unable to program aids 
8) CONTACT: SMITH, PAULA SUS 9) PHONE: 850-471-7574 

10) ENTERED BY: SMITH, PAULA SUSAN 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: OS/29/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
l8} MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY, PENSACOLA22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B070529-002 (Original #: BE070525-008) 
1) PRIMARY EMPL: 2) REQ DATE: MAY 25,2007@15:44 
3} REQ MODE: COMPUTER 4) LOCATION: IF205-1-POP 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Siemens 068132 - programming error 
8) CONTACT: SMITH,PAULA SUS 9) PHONE: 850-471-7574 

10) ENTERED BY: SMITH,PAULA SUSAN 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: OS/29/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY, PENSACOLA22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

Unable to program microtech aids when aurical is running 

- thanks paula - maybe something I am doing 



WORK ORDER # B070531-003 
PRIMARY EMPL: 
REQ MODE: COMPUTER 
BED #: 
TASK DESC: Incoming Inspection 

(Original #: BE070510-004) 
2) REQ DATE: MAY 10/2007@09:13 
4) LOCATION: 2Cl15-1-BXD 
6) STATUS: IN PROGRESS 

1) 
3) 
5) 
7) 
8) CONTACT: SERRANO/JOSE M 9) PHONE: 5337 

10) 
12) 
14) 
16) 
18) 
19) 
21) 
23) 
25) 
26) 
28) 

ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

DATE ASSIGNED: 05/31/07 13) 
EQUIP ID#: 38458 15) 
EQUIP CAT: ZZ/REFRIGERATOR-BIOLOGICAL 17) CONDITION: 
MFGR: NORLAKE SCIENTIFIC 
MODEL: NSPR522WWG/0 
OWNER/DEPT: PHARMACY 
PARTS ORDER: 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: 

30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **11/09/08** 

20) SERIAL #: 07041064 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070531-004 
I} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070510-005) 
2} REQ DATE: MAY 10,2007@09:16 
4} LOCATION: 2C115-1-BXD 
6} STATUS: IN PROGRESS 

8) CONTACT: SERRANO/JOSE M 9) PHONE: 5337 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 05/31/07 13) 
14) EQUIP ID#: 38459 15) 
16} EQUIP CAT: ZZ/REFRIGERATOR-BIOLOGICAL 17} CONDITION: 
18) MFGR: NORLAKE SCIENTIFIC 
19} MODEL: NSPR241WWGO 
21) OWNER/DEPT: PHARMACY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **11/09/08** 

20) SERIAL #: 06120284 
22} PM #: 

24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070531-016 
1) PRIMARY EMPL: 

(Original #: BE070516-005) 

3) REQ MODE: COMPUTER 
S} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38667 
16) EQUIP CAT: INCUBATOR-C02 
18) MFGR: 
19) MODEL: MTS96BO 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 05/16/0B 

2) REQ DATE: MAY 16,2007@14:42 
4) LOCATION: 3B100-3-BXD 
6) STATUS: IN PROGRESS 

9} 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20} SERIAL #: 2251426507 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070531-044 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
B) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38728 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-002) 
2) REQ DATE: MAY 24,2007@10:08 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1031640 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-046 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38730 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-004) 
2) REQ DATE: MAY 24,2007@10:09 
4} LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1059156 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-047 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

IO} ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/31/07 
14} EQUIP ID#: 38731 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18} MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-005) 
2} REQ DATE: MAY 24,2007@10:09 
4) LOCATION: 3DI10-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1051956 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-048 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38732 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-006) 
2) REQ DATE: MAY 24,2007@10:10 
4) LOCATION: 3DI10-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1051919 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-049 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/31/07 
14} EQUIP ID#: 38733 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18} MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-007) 
2) REQ DATE: MAY 24,2007@10:10 
4) LOCATION: 3DII0-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1051955 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-050 
l) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
B) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
l2) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38734 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUMS0598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-008) 
2) REQ DATE: MAY 24,2007@10:10 
4) LOCATION: 3DI10-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1056187 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-051 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
B) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38735 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL-LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-009) 
2) REQ DATE: MAY 24,2007@10:11 
4} LOCATION: 3DI10-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 1000111 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-052 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38736 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-010) 
2) REQ DATE: MAY 24,2007@10:11 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL 10: BXD 

17) CONDITION: 

20) SERIAL #: 1025963 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-053 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38737 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-011) 
2) REQ DATE: MAY 24,2007@10:11 
4) LOCATION: 3DI10 3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1046962 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070531-054 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38738 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-012) 
2) REQ DATE: MAY 24,2007@10:11 
4) LOCATION: 3D110-3-BXD 
6} STATUS: IN PROGRESS 

9) PHONE: 5337 
11} SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1050318 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO:::YES 



WORK ORDER # B070531-055 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 05/31/07 
14) EQUIP ID#: 38739 
16) EQUIP CAT: ZZ/PUMP-INTERAL 
18) MFGR: QUANTUM IND 
19) MODEL: QUANTUM50598 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 04/26/08 

(Original #: BE070524-013) 
2) REQ DATE: MAY 24,2007@10:12 
4) LOCATION: 3D110-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5337 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 1028355 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070607-001 (Original #: BE070604-006) 
L) PRIMARY EMPL: 2} REQ DATE: JON 4/2007@11:03 
3) REQ MODE: COMPUTER 4) LOCATION: 1F205-1-POP 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: probe mic does not work left ear 
8) CONTACT: SMITH/PAULA SUS 9) PHONE: 850-471-7574 

10) ENTERED BY: SMITH, PAULA SUSAN 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/07/07 13} PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17} CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY, PENSACOLA22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31} DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

Duplicate problem - two different patients -

used different machine with second veteran - left ear worked with 
second patient 

thanks 

telephoned problem in as well =- spoke with AL 



(Original #: BE070613-002) WORK ORDER # B070614-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUN 13,2007@09:30 
4} LOCATION: 1F214-1-POP 

7) TASK DESC: COMPUTER LOCKS UP 
8) CONTACT: PEAK/MARGARET F 

10) ENTERED BY: PEAK,MARGARET F 
12) DATE ASSIGNED: 06/14/07 
14) EQUIP ID#: 28514 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: MADSEN ELECT/MEDICAL PROD 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5480/5487 
SHOP: BIOMEDICAL 
PRIORITY: EMERGENCY 
LOCAL ID: POP ASP 

17) CONDITION: 

19) MODEL: AURICAL REM/HIT/HI-PRO 20) 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 
23) PARTS ORDER: 24) 

SERIAL #: 143758 
22) PM #: 

WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

GOOD 

PC locks up with Aurical running. Please check system and install 
new PC if necessary. PC has 1G ram 

WARRANTY EXPIRATION: 10/10/03 
Last PMI was DEFERRED. 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B070703-01B 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070606 001) 
2) REQ DATE: JON 6,2007@07:37 
4) LOCATION: IB110-1-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 5337 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 07/03/07 13) 
14) EQUIP ID#: 3BB11 15) 
16) EQUIP CAT: STIMULATOR-NEUROMUSCULAR 17) CONDITION: 
18) MFGR: 
19) MODEL: 200333 
21) OWNER/DEPT: PHYSICAL 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
2B) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 

20) SERIAL #: 7629 
MEDICINE & REHABILITATION SERVI22) PM #: 

24} WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: 06/05/0B JCAHO=YES 



WORK ORDER # B070703-019 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070606-002) 
2) REQ DATE: JON 6/2007@07:41 
4) LOCATION: IBIIO-I-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO/JOSE M 9) PHONE: 5337 
10) ENTERED BY: SERRANO/JOSE M II} SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 07/03/07 13} 
14) EQUIP ID#: 38812 15) 
16) EQUIP CAT: STIMULATOR-NEUROMUSCULAR 17} CONDITION: 
18) MFGR: 
19) MODEL: 20DEMO 
21) OWNER/DEPT: PHYSICAL 
23} PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20} SERIAL #: 161846 
MEDICINE & REHABILITATION SERVI22) PM #: 

24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: 06/05/07 JCAHO=YES 



WORK ORDER # B070703-021 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
S} BED #: 
7) TASK DESC: Incoming Inspection 
8} CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 07/03/07 
14) EQUIP ID#: 38816 
16) EQUIP CAT: ZZ/AIR PURIFICATION 
18) MFGR: 
19) MODEL: HSOOOC 

(Original #: BE070606 005) 
2) REQ DATE: JON 6,2007@09:22 
4) LOCATION: 100-16-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5337 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 05784 
21) OWNER/DEPT: ENGINEERING 
23) PARTS ORDER: 

CARPENTER SHOP 22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPEMNT 
WARRANTY EXPIRATION: 05/31/08 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070703-041 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070613-003) 
2) REQ DATE: JUN 13,2007@13:12 
4) LOCATION: 3BI28-19-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: HOUGHTON, RONALD 9) PHONE: 5273 
10) ENTERED BY: HOUGHTON,RONALD W 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 07/03/07 13) 
14) EQUIP ID#: 38829 15) 
16) EQUIP CAT: ZZ/ANALYZER-BREATH-ALCOHOL 17) CONDITION: 
18) MFGR: INTOXIMETERS 
19) MODEL: ALCOSENSORFST 
21) OWNER/DEPT: PSYCHOLOGY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20) SERIAL #: 021193 
NEUROPSYCHOLOGY 22) PM #: 

24} WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: OS/25/08 



WORK ORDER # B070703-042 
1.) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 

(Original #: BE070613-004) 
2) REQ DATE: JON 13,2007@13:12 
4) LOCATION: 3B128-19-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: HOUGHTON, RONALD 9) PHONE: 5273 
10) ENTERED BY: HOUGHTON, RONALD W 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 07/03/07 13) 
14) EQUIP ID#: 38830 IS} 
16) EQUIP CAT: ZZ/ANALYZER-BREATH-ALCOHOL 17) CONDITION: 
18) MFGR: INTOXIMETERS 
19} MODEL: ALCOSENSORFST 
21) OWNER/DEPT: PSYCHOLOGY, 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20} SERIAL #: 021194 
NEUROPSYCHOLOGY 22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: OS/25/08 



WORK ORDER # B070703-044 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESe: Incoming Inspection 
8) CONTACT: HOUGHTON, RONALD 

10) ENTERED BY: HOUGHTON,RONALD W 
12) DATE ASSIGNED: 07/03/07 
14) EQUIP ID#: 38831 
16) EQUIP CAT: OXIMETER-BATT-OP 
18) MFGR: NONIN MEDICAL 
19) MODEL: ONYX 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **06/13/09** 

(Original #: BE070614-002) 
2) REQ DATE: JUN 14,2007@09:12 
4} LOCATION: 1041-2-BXD 
6} STATUS: IN PROGRESS 

9} PHONE: 5273 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 500198826 
22) PM #: 

24) WORK ACTION: I1 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070703-045 
L) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: HOUGHTON,RONALD 

10) ENTERED BY: HOUGHTON, RONALD W 
12) DATE ASSIGNED: 07/03/07 
14) EQUIP ID#: 38832 
16) EQUIP CAT: OXIMETER-BATT-OP 
18) MFGR: NONIN MEDICAL 
19) MODEL: ONYX 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **06/13/09** 

(Original #: BE070614-003) 
2) REQ DATE: JON 14,2007@09:12 
4) LOCATION: 1041-2-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5273 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070703-099 
1.} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: HOUGHTON, RONALD 

10} ENTERED BY: HOUGHTON/RONALD W 
12) DATE ASSIGNED: 07/03/07 
14} EQUIP ID#: 39112 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: 
19) MODEL: 12S 
21.} OWNER/DEPT: MEDICAL SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 06/21/08 

(Original #: BE070702-001.) 
2} REQ DATE: JUL 2,2007@07:33 
4) LOCATION: 2D1.33-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 5273 
1.1) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 190806 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070703-100 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: HOUGHTON/RONALD 

10) ENTERED BY: HOUGHTON,RONALD W 
12) DATE ASSIGNED: 07/03/07 
14) EQUIP ID#: 39113 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: 
19) MODEL: 12S 
21) OWNER/DEPT: MEDICAL SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 06/21/08 

(Original #: BE070702-002) 
2) REQ DATE: JUL 2,2007@07:34 
4) LOCATION: 2D133-3-BXD 
6} STATUS: IN PROGRESS 

9) PHONE: 5273 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 203406 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070710-007 (Original #: BE070706-002) 
1) PRIMARY EMPL: 2) REQ DATE: JUL 6,2007@10:09 
3) REQ MODE: COMPUTER 4} LOCATION: IF20S-1-POP 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Prob mic down 
8} CONTACT: SMITH, PAULA SUS 9) PHONE: B50-471-7574 

10) ENTERED BY: SMITH, PAULA SUSAN 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 07/10/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16} EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19} MODEL: 20) SERIAL #: 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY, PENSACOLA22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
2B) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

Unable to (consistently) complete probe mic (real ear) testing. 

thank you 

(welcome back AI!) 



WORK ORDER # B070711-002 
1.) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 07/11/07 
14) EQUIP ID#: 39119 
16) EQUIP CAT: TABLE-EXAMINING 
18) MFGR: 
19) MODEL: 304 

(Original #: BE070711-007) 
2) REQ DATE: JUL 1.1,2007@13:07 
4) LOCATION: 104-1-POR 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 4747 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: POP 

17) CONDITION: 

20) SERIAL #: NSN 
21.) OWNER/DEPT: PENSACOLA 
23) PARTS ORDER: 

OUTPATIENT CLINIC 22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/05/08 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070711-003 
1). PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
S) CONTACT: SERRANO,JOSE M 

10} ENTERED BY: SERRANO,JOSE M 
12) DATE ASSIGNED: 07/11/07 
14) EQUIP ID#: 39120 
16) EQUIP CAT: TABLE-EXAMINING 
IS) MFGR: 
19) MODEL: 304 
21) OWNER/DEPT: PENSACOLA OUTPATIENT 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/05/08 

(Original #: BE070711-00S) 
2} REQ DATE: JUL 11,2007@13:07 
4) LOCATION: 106-1-POR 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: POP 

17) CONDITION: 

20} SERIAL #: NSN 
CLINIC 22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070711-004 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 07/11/07 
14} EQUIP ID#: 39121 
16) EQUIP CAT: TABLE-EXAMINING 
18) MFGR: 
19) MODEL: 304 
21) OWNER/DEPT: PENSACOLA OUTPATIENT 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/05/08 

(Original #: BE070711-009) 
2) REQ DATE: JUL 11,2007@13:12 
4) LOCATION: 106-1-POR 
6) STATUS: IN PROGRESS 

9} PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
IS) LOCAL ID: POP 

17} CONDITION: 

20} SERIAL #: NSN 
CLINIC 22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070730-002 (Original #: BE070727-011) 
1) PRIMARY EMPL: 2} REQ DATE: JUL 27,2007@15:13 
3} REQ MODE: COMPUTER 4) LOCATION: 1561-1-MOP 
5} BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: REPAIR ENG 
8) CONTACT: PEAK,MARGARET F 9) PHONE: 5480/5487 

10) ENTERED BY: PEAK,MARGARET F 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 07/30/07 13) PRIORITY: HIGH 
14) EQUIP ID#: 27690 15) LOCAL ID: MOP 
16) EQUIP CAT: ZZ/CABINET-COMPUTER 17) CONDITION: 
18} MFGR: 
19) MODEL: PACS/SMARTCART 723630 20) SERIAL #: 
21) OWNER/DEPT: INFORMATION MANAGEMENT SERVICE 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

System needs upgrade but that is no longer being done. Parts are 
very hard to come by. Is this a BER?? 



WORK ORDER # B070731-048 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO,JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 07/31/07 
14) EQUIP ID#: 39210 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP50 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/26/07 

(Original #: BE070726-034) 
2} REQ DATE: JUL 26,2007@13:49 
4) LOCATION: 1C112-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: DE44027732 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070731-069 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 07/31/07 
14) EQUIP ID#: 39218 
16) EQUIP CAT: TREADMILL 
18) MFGR: LIFE FITNESS 
19) MODEL: LIFESTRIDE9500 
21) OWNER/DEPT: RECREATION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) .*ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/30/08** 

(Original #: BE070730-001) 
2} REQ DATE: JUL 30,2007@12:19 
4) LOCATION: 3BI09-19-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: HT0103132 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B070806-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: will not scan film 
8) CONTACT: SLADE/KENNETH D 

10) ENTERED BY: SLADE, KENNETH D 
12) DATE ASSIGNED: 08/06/07 
14) EQUIP ID#: 27541 
16) EQUIP CAT: ZZ/SCANNER-DIGITAL 
18) MFGR: 
19) MODEL: PACS/LUMISCAN 75 

(Original #: BE070803-010) 
2) REQ DATE: AUG 3,2007@15:19 
4) LOCATION: 1567A-1-MOP 
6} STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

OPTICAL 

PHONE: 3917 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD IMS 

17) CONDITION: 

21) OWNER/DEPT: INFORMATION MANAGEMENT 
23) PARTS ORDER: 

20) SERIAL #: 13961 
SERVICE 22) PM #: 
24) WORK ACTION: 

25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/08/02 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



1.) 
3) 
5) 
7) 
8) 

10) 
12) 
14) 
16) 
18) 
19} 
21) 
23) 
25) 
26) 
28) 
30) 
32) 
33) 

WORK ORDER # B070806-004 
PRIMARY EMPL: 
REQ MODE: COMPUTER 
BED #: 
TASK DESC: fuji film printer 
CONTACT: SLADE, KENNETH D 
ENTERED BY: SLADE, KENNETH D 
DATE ASSIGNED: 08/06/07 
EQUIP ID#: 
EQUIP CAT: 
MFGR: 
MODEL: 
OWNER/DEPT: RADIOLOGY 
PARTS ORDER: 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: 
*ASSIGNED TECH* 
WORK PERFORMED: 
COMMENTS: 

(Original #: BE070803-011) 
2) REQ DATE: AUG 3,2007@15:23 
4) LOCATION: 1567A-1-MOP 
6) .STATUS: IN PROGRESS 

fm-dpl has dirty rollers 
9) PHONE: 3917 

11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24) WORK ACTION: 

27} TOTAL MATERIAL COST; 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



(Original #: BE070803-014) WORK ORDER # B070806-005 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 

2) REQ DATE: AUG 3,2007@16:21 
4) LOCATION: IF208-1-POP 

5) BED #: 
7) TASK DESC: DEVICE IS INTERMITTENT 
S) CONTACT: PEAK, MARGARET F 

10) ENTERED BY: PEAK, MARGARET F 
12) DATE ASSIGNED: 08/06/07 
14) EQUIP ID#: 29726 
16) EQUIP CAT: AUDIOMETER 
IS} MFGR: MADSEN ELECT/MEDICAL PROD 
19) MODEL: AURICAL 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
IS) 

PHONE: 5480/5487 
SHOP: BIOMEDICAL 
PRIORITY: HIGH 
LOCAL ID: pope 

17) CONDITION: 

20) SERIAL #: 144596 
21) OWNER/DEPT: AUDIOLOGY/SPEECH 
23) PARTS ORDER: 

PATHOLOGY 22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
3D} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

24) WORK ACTION: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

POOR 

DEVICE IS INTERMITTENT. 
REPARI 

SWITCHING IT OUT FOR ONE FROM BLX. PLEASE 

WARRANTY EXPIRATION: 10/22/04 
Last PMI was DEFERRED. 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 

JCAHO=YES 



WORK ORDER # B070816-026 
1) PRIMARY EMPL: 

(Original #: BE070806-009) 

3) REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: Incoming Inspection 

2) REQ DATE: AUG 6,2007@14:30 
4} LOCATION: 2AI00-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 08/16/07 13) 
14) EQUIP ID#: 39239 15} 
16} EQUIP CAT: ZZ/TELESCOPE ZERO DEGREE 17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 26003AA 20} SERIAL #: 962045 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/06/08**· 

22) PM #: 
24) WORK ACTION: II 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-028 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070806-011) 
2) REQ DATE: AUG 6,2007@14:36 
4) LOCATION: 2AIOO-3-BXD 
6) STATUS: IN PROGRESS 

8} CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO,JOSE M II} SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 08/16/07 13) 
14} EQUIP ID#: 39241 15) 
16) EQUIP CAT: ZZ/TELESCOPE-TWELVE DEGREE 17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 26003BA 20) SERIAL #: 870472 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/06/08** 

22) PM #: 
24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-029 
~) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070806-012) 
2) REQ DATE: AUG 6,2007@14:38 
4) LOCATION: 2A100-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 08/16/07 13) 
14) EQUIP ID#: 39242 15) 
16) EQUIP CAT: ZZ/TELESCOPE ZERO DEGREE 17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 26046AA 20) SERIAL #: 999124 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/06/08** 

22) PM #: 
24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-030 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070806-013) 
2) REQ DATE: AUG 6,2007@14:41 
4) LOCATION: 2A100-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO,JOSE M 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 08/16/07 13) 
14) EQUIP ID#: 39243 15) 
16) EQUIP CAT: ZZ/TELESCOPE-TWELVE DEGREE 17) CONDITION: 
18) MFGR: STORZ, KARL ENDOSCOPY AMERICA 
19) MODEL: 26046BA 20) SERIAL #: 982816 
21) OWNER/DEPT: SURGICAL ENT SECTION 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/06/08** 

22) PM #: 
24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-042 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
S) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 08/16/07 
14) EQUIP ID#: 39244 
16) EQUIP CAT: CAMERA-FILM 
18) MFGR: ZZ/NIKON INC 
19) MODEL: NIKOND200 
21) OWNER/DEPT: MEDICAL MEDIA C/C 
23) PARTS ORDER: 
2S) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: 07/17/08 

(Original #: BE070807-012) 
2) REQ DATE: AUG 7/2007@17:01 
4) LOCATION: 3AIOS-3-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
IS} LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 3198577 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-044 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-014) 
2) REQ DATE: AUG 7,2007@17:08 
4) LOCATION: 1A101B-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39246 15) LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 811B 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20} SERIAL #: 811B600001164 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-045 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-01S) 
2) REQ DATE: AUG 7,2007@17:0B 
4) LOCATION: 1A101B-3-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO/JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39247 1S} LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 811B 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20} SERIAL #: 811B600001208 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-046 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-016) 
2} REQ DATE: AUG 7,2007@17:09 
4) LOCATION: 3BIOO-I-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO/JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39248 15} LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 81lB 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20) SERIAL #: 811B600001110 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-047 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-017) 
2) REQ DATE: AUG 7,2007@17:10 
4) LOCATION: 3B100-1-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39249 15) LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 811B 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20) SERIAL #: 811B600001112 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-048 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070B07-01B) 
2) REQ DATE: AUG 7,2007@17:10 
4) LOCATION: 3B100-1-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39250 15) LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: BIIB 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20) SERIAL #: 811B600001112 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070816-049 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070807-019) 
2} REQ DATE: AUG 7,2007@17:11 
4) LOCATION: 3B100-1-BXD 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10} ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 08/16/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39251 15) LOCAL ID: BXD 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17) CONDITION: 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19) MODEL: 811B 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **07/25/08** 

20) SERIAL #: 811B600001201 
22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 



WORK ORDER # B070S17-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
S) CONTACT: SERRANO/JOSE M 

10) ENTERED BY: SERRANO/JOSE M 
12) DATE ASSIGNED: 08/17/07 
14) EQUIP ID#: 39297 

(Original #: BE070817-004) 
2) REQ DATE: AUG 17,2007@13:57 
4) LOCATION: 155SB-I-MOP 
6} STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: MOP 

16) EQUIP CAT: ZZ/COMMUNICATION DEVICE-AUGMEN 17) CONDITION: 
18) MFGR: 
19) MODEL: LINKCLASSIC 
21) OWNER/DEPT: AUDIOLOGY/SPEECH 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/16/08** 

20) SERIAL #: LC61134 
PATHOLOGY 22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070910-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESe: Incoming Inspection 

(Original #: BE070908-002) 
2) REQ DATE: SEP 8,2007@12:49 
4) LOCATION: IS18-1-MOP 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO,JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 09/10/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39469 IS} LOCAL ID: MOP 
16) EQUIP CAT: ZZ/OTOSCOPE-OPTHALMOSCOPE-WALL 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 11820 
21) OWNER/DEPT: MOBILE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20) SERIAL #: NSN 
OUTPATIENT CLINIC 22) PM #: 

24} WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: **09/07/08** JCAHO=YES 



WORK ORDER # B070910-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070908-003) 
2) REQ DATE: SEP 8,2007@12:49 
4) LOCATION: 154S-1-MOP 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO/JOSE M 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 09/10/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39470 15) LOCAL ID: MOP 
16) EQUIP CAT: ZZ/OTOSCOPE-OPTHALMOSCOPE-WALL 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 11820 
21) OWNER/DEPT: MOBILE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20) SERIAL #: NSN 
OUTPATIENT CLINIC 22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: **09/07/08** JCAHO=YES 



WORK ORDER # B070910-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE07090S-004) 
2} REQ DATE: SEP S,2007@12:50 
4) LOCATION: 6420-1-MOP 
6) STATUS: IN PROGRESS 

8) CONTACT: SERRANO, JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 09/10/07 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 39471 15) LOCAL ID: MOP 
16) EQUIP CAT: ZZ/OTOSCOPE-OPTHALMOSCOPE-WALL 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 11820 
21) OWNER/DEPT: MOBILE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 

20) SERIAL #: NSN 
OUTPATIENT CLINIC 22) PM #: 

24} WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: **09/07/08** JCAHO=YES 



WORK ORDER # B070914-011 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE070820-009) 
2) REQ DATE: AUG 20,2007@13:15 
4) LOCATION: lCI32-1-BXD 
6} STATUS: IN PROGRESS 

8) CONTACT: SERRANO,JOSE M 9) PHONE: 4747 
10) ENTERED BY: SERRANO, JOSE M II} SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: BXD 

12) DATE ASSIGNED: 09/14/07 13) 
14) EQUIP ID#: 39337 15) 
16) EQUIP CAT: ZZ/REFRIGERATOR-BIOLOGICAL 17) CONDITION: 
18) MFGR: FISHER SCIENTIFIC 
19) MODEL: 979201 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/20/08** 

20) SERIAL #: 1422070869537 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B070914-014 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: SERRANO, JOSE M 

10) ENTERED BY: SERRANO, JOSE M 
12) DATE ASSIGNED: 09/14/07 
14) EQUIP ID#: 39341 
16) EQUIP CAT: 
18) MFGR: 
19) MODEL: 
21) OWNER/DEPT: PHYSICAL MEDICINE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

NEW EQUIPMENT 
WARRANTY EXPIRATION: **08/21/10** 

(Original #: BE070821-001) 
2) REQ DATE: AUG 21,2007@10:52 
4) LOCATION: 1BI10-1-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 4747 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 990005558 
& REHABILITATION SERVI22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 


